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WARRANTY 



All Wavetek instruments are warranteed against defects in material and workmanship for a period 
of one year after date of manufacture. Wavetek agrees to repair or replace any assembly or 
component (except batteries) found to be defective, under normal use, during this period. 
Wavetek's obligation under this warranty is limited solely to repairing any such instrument which in 
Wavetek's sole opinion proves to be defective within the scope of the warranty when returned 
to the factory or to an authorized service center. Transportation to the factory or service center 
is to be prepaid by purchaser. Shipment should not be made without prior authorization by 
Wavetek. 

This warranty does not apply to any products repaired or altered by persons not authorized by 
Wavetek, or not in accordance with instructions furnished by Wavetek. If the instrument is 
defective as a result of misuse, improper repair, or abnormal conditions or operations, repairs will 
be billed at cost. 

Wavetek assumes no responsibility for its product being used in a hazardous or dangerous manner 
either alone or in conjunction with other equipment. High voltage used in some instruments may 
be dangerous if misused. Special disclaimers apply to these instruments. Wavetek assumes no 
liability for secondary charges or consequential damages and, in any event, Wavetek's liability for 
breach of warranty under any contract or otherwise, shall not exceed the purchase price of the 
specific instrument shipped and against which a claim is made. 

Any recommendations made by Wavetek for use of its products are based upon tests believed to be 
reliable, but Wavetek makes no warranty of the results to be obtained. This warranty is in lieu of 
all other warranties, expressed or implied, and no representative or person is authorized to 
represent or assume for Wavetek any liability in connection with the sale of our products other 
than set forth herein. 




CONTENTS 



SECTtON 1 GENERAL DESCRIPTION 

1.1 MODEL 166 1-1 

1.2 SPECIFICATIONS 1-1 

1.2.1 Versatility 1-1 

1.2.2 Sweep/Function Generator 1-1 

1.2.3 Frequency Precision 1-2 

1 .2.4 Amplitude Precision 1-2 

1 .2.5 Waveform Characteristics 1-2 

1.2.6 Pulse Generator 1-2 

1.2.7 General 1-3 

SECTION 2 INITIAL PREPARATION 

2.1 MECHANICAL PREPARATION 2-1 

2.2 ELECTRICAL INSTALLATION 2-1 

2.2.1 Power Connection 2-1 

2.2.2 Signal Connections 2-2 

2.3 ELECTRICAL ACCEPTANCE CHECK 2-2 

SECTION 3 OPERATION 

3.1 CONTROLS AND CONNECTORS 3-1 

3.2 WAVEFORM TIMING 3-4 

3.3 OPERATING PROCEDURE 3-4 

3.3.1 Continuous, Triggered and Gated Operation 3-6 

3.3.2 Voltage Controlled Frequency (VCG) Operation 3-6 

3.3.3 Sweep Operation 3-6 

3.3.4 Pulse Operation 3-7 

3.3.5 Voltage Controlled Amplitude (VCA) Operation 3-7 

SECTION 4 CIRCUIT DESCRIPTION 

4.1 GENERAL 4-1 

4.2 BASIC WAVEFORM DEVELOPMENT 4-1 

4.3 WAVESHAPE AND AMPLIFICATION 4-1 

4.4 TRIGGERED AND GATED MODES 4-3 

4.5 SWEEP GENERATOR MODES 4-3 

SECTION 5 CALIBRATION 

5.1 FACTORY REPAIR 5-1 

5.2 REQUIRED TEST EQUIPMENT 5-1 

5.3 CALIBRATION 5-1 

SECTION 6 TROUBLESHOOTING 

6.1 INTRODUCTION 61 

6.2 ACCESS 6-1 

6.3 TEST EQUIPMENT 6-1 

SECTION 7 PARTS AND SCHEMATICS 

7.1 DRAWINGS 7-1 

7.2 ORDERING PARTS 7-1 

7.3 ADDENDA 7-1 




SAFETY 



This instrument is wired for earth grounding via the facility power wiring. Do not bypass earth 
grounding with two wire extension cords, plug adapters, etc. 

BEFORE PLUGGING IN the instrument, comply with installation instructions. 

MAINTENANCE may require power on with the instrument covers removed. This should be 
done only by qualified personnel aware of the electrical hazards. 

WARNING notes call attention to possible injury or death hazards in subsequent operation. 
CAUTION notes call attention to possible equipment damage in subsequent operations. 
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Figure i — Model 166 50 MHz Pulse/Function Generator 








SECTION I 
GENERAL DESCRIPTION 



1.1 MODEL 166 

The Model 166 Pulse/Function Generator is a combination 
sweep, function and pulse generator with a full complement 
of features in all modes of operation. The frequency range 
is from 0.0001 Hz (2.8 hours per cycle) to 50 MHz. Wave- 
forms are sine, triangle, ramp, square, pulse, positive pulse 
and negative pulse. The waveforms may be amplitude con- 
trolled, dc offset and inverted (complemented). 

Pulse versatility includes variable width and independently 
variable leading and trailing edge transition times. The gen- 
erator can be used to generate an output pulse whose width 
and frequency are dependent upon an external signal input. 

Sweep can be logarithmic, as well as linear. The output can 
be stopped at the start and stop frequencies for accurate 
setting. Besides continuous sweep, a sweep may be triggered 
from the quiescent start frequency. The frequency can 
sweep to the upper (stop) frequency, then return to start 
frequency, or it can be held at the upper frequency. The 
duration of the sweep can be set to be from 100 seconds to 
100 micro-seconds. 

The generator can give a continuous output, be triggered 
for one cycle, or a double cycle, or gated for many cycles. 
The output waveform can be presented in haverwave mode; 
i.e., the selected waveform starts and stops at a positive or 
negative peak voltage. 

The signal being generated may be frequency or amplitude 
modulated by external signals. 

1.2 SPECIFICATIONS 

1.2.1 Versatility 

Instrument operates as a sweep/function generator or a 
pulse generator. 

1 .2.2 Sweep/Function Generator 
Selectable Waveforms 

Sine ^ , triangle 'V , ramp and square 1j .All can 
be inverted 180°. Ramp up-down ratio can be as large as 
1:1000. All can be amplitude and frequency modulated. 



Operational Modes 

Continuous: Generator oscillates continuously at selected 
frequency. 

Triggered: Generator quiescent until triggered by externa! 
signal or manually, then generates one cycle. 

Double Triggered: As triggered mode, except two cycles 
are generated. 

Triggered Haverwave: As triggered mode. Output is one 
cycle starting at —90° (or +90°). 

Gated; As triggered, except output continues for duration 
of gate. 

Gated Haverwave: As gated. Output is a burst of cycles 
starting at —90° (or +90°). 

Continuous Sweep: Generator frequency continuously 

sweeps up from start to stop frequency. 

Triggered Sweep: Generator oscillates at sweep start fre- 
quency until triggered, then generates one sweep to the 
stop frequency and returns to the start frequency. 

Sweep and Hold: As triggered sweep mode, except the gen- 
erator remains at stop frequency until the trigger signal falls, 
then returns to start frequency. 



Frequency Range 

0.0001 Hz to 50 MHz in 11 ranges. Maximum sweep 1000:1 
in linear or logarithmic mode. 



Sweep Time Range 

100s to 100 /is in 6 ranges. 



Function Output 

Variable to 30V p-p into open circuit (15V p-p into 50^2). 
DC offset of waveform is adjustable to ±10V open circuit 
(±5V into 50^2). Voltage attenuation 0 to 80 dB: to 60 dB 
in 20 dB steps, plus 20 dB continuous vernier. 
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Low Frequency Hold 

Function output will hold at the instantaneous voltage level 
when the hold switch is depressed. Effective in the X 0.001 Hz 
to X 10 Hz ranges. 

Amplitude Drift: Less than 0.2% of amplitude per minute. 

DC Offset 

DC offset of all waveforms is adustable to ±10V open circuit 
(±5V into 5012). Waveform plus offset is limited to ±15V 
open circuit (±7.5V into 5012). 

GCV Output 

0 to 5V (nominal, open circuit) proportional to the fre- 
quency of the main generator. Output impedance is 60012. 

Sweep Output 

0 to +5V (nominal, open circuit) ramp. Output impedance 
is 60012. Sweep time is 100s to lOOjUs. 

VCG (FM) — Voltage Controlled Generator 

Up to 1000:1 frequency change with external 0 to +5V 
signal. 

Mode: Linear or logarithmic. 

Slew Rate: 2% of range per ns. 

VCG Linearity: 0.0005 Hz to 50 kHz ±0.5% of range. 

Voltage Controlled Amplitude (AM) 

0 to ±5V gives 0 to 30V amplitude change. AC input allows 
0 to 200% modulation (suppressed carrier). 

AC Input Range: 5V minimum for 100%, 10V minimum 
for 200% AM. 

Input Impedance: 4.99 to 10 kl2, depending on gain 
control. 

Input Bandwidth: 10 kHz. 

Trigger Input 

Trigger Signal: IV p-p minimum. 

Trigger Level: ±5V. 

Input Impedance: 1.5 kl2, 30 pF. 

Maximum Repetition Rate: 25 MHz. 

1.2.3 Frequency Precision 

Dial Accuracy (For 'V , 'V , Hj and linear dial settings 
of 0.5 to 5) 

±2% of full scale for 0.0005 Hz to 5 MHz. 

+ 15%, -6% of full scale for 5 to 50 MHz. 

1.2.4 Amplitude Precision 

Amplitude Change With Frequency 

Sine and square variations less than: 

±0.1 dB to 100 kHz; 

±0.2 dB to 1 MHz; 

±3 dB to 50 MHz, 



Step Attenuator Accuracy 

±0.3 dB per 20 dB step to 100 kHz. 

1 .2.5 Waveform Characteristics 

Sine Distortion (Test at 10V p-p normal sine wave) 

Less than 0.5% for 10 Hz to 100 kHz. 

All harmonics greater than: 

30 dB down for 100 kHz to 5 MHz; 

20 dB down for 5 to 50 MHz. 

Triangle Linearity 

Greater than 99% for 0.005 Hz to 100 kHz. 

Square Wave Aberrations (Test at lOVp-p) 

Less than 5% of p-p voiiage. 

1.2.6 Pulse Generator 
Pulses 

Variable amplitude positive or complementary pulses H — I, 
LI I. Pulse amplitude, width and rise/fall times are inde- 
pendently adjustable and independent of frequency. TTL 
and TTL pulse widths are simultaneous with main pulse. 
AM and FM modulation. All pulses can drive 5012 termina- 
tions. 

Operational Modes 

Continuous, Triggered, Double Triggered, Gated and Con- 
tinuous Sweep. (See Sweep/Function Generator.) 

External Width: An external signal at the trigger input 
dete rm i nes the outpu t pul se wfdth and f requerrcy ; 

Pulse Period Range 

Pulse period is selectable from 20 ns to 10,000s (50 MHz to 
0.0001 Hz) with approximately 1% vernier. 

Pulse Width 

10 ns to 100 ms in 7 ranges. Maximum duty cycle is 70% 
for periods to 200 ns, decreasing to 50% for 20 ns periods. 
Control has nominal 50% duty cycle detent. 

Transition Time 

7 ns to 50 ms in 7 ranges, independently variable for leading 
and trailing edges. 

Function Output 

0 to ±15V into open circuit and 0 to ±7.5V into 5012. 
Voltage attenuation 0 to 80 dB: to 60 dB in 20 dB steps, 
plus 20 dB continuous vernier. 

TTL and TTL Pulses 

Transition times less than 4 ns into 5012 termination. 
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1.2.7 General 
StabMIty 

Amplitude, dc offset and frequency in linear mode to 
500 kHz. 

Short Term: ±0.05% for 10 minutes. 

Long Term; ±0.25% for 24 hours. 

Environmental 

Specifications apply at 25°C ±5°C after 30 minute warm-up. 
Instrument will operate from 0°C to ±50°C. 



Dimensions 

36.2 cm (14% in.) wide; 13.3 cm (5% in.) high; 38.1 cm 
(15 in.) deep. 

Weight 

9.8 kg (21 Y 2 lb) net; 12.5 kg (27% lb) shipping. 

Power 

108 to 132V or 216 to 250V; 50 to 400 Hz; 50 watts 
nominal. 
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SECTION 
INITIAL PREPARATION 



2.1 MECHANICAL PREPARATION 

After unpacking the instrument, visually inspect all external 
parts for possible damage to connectors, surface areas, etc. 
If damage is discovered, file a claim with the carrier who 
transported the unit. The shipping container and packing 
material should be saved in case reshipment is required. 



Card Position 



Fuse 

Input Vac (Slow Blow, 3 AG) 



100 90 to 105 

120 108 to 126 

220 198 to 231 

240 216 to 250 



0.5 amp 
0.5 amp 
0.25 amp 
0.25 amp 



2.2 ELECTRICAL INSTALLATION 
2.2.1 Power Connection 



1. Disconnect the power cord at the instrument, open 
fuse holder cover door and rotate FUSE PULL to left 
to remove the fuse (figure 2-1). 



WARNING 



To preclude injury or death due to shock, the 
third wire earth ground must be continuous to 
the facility power outlet. Before connecting to 
the facility power outlet, examine extension 
cords, autotransformers, etc., between the in- 
strument and the facility power outlet for a 
continuous earth ground path. The earth ground 
path can be identified at the plug on the instru- 
ment power cord; of the three terminals, the 
earth ground terminal is the nonmatching shape, 
usually cylindrical. 



CAUTION 




To prevent damage to the instrument, check for 
proper match of line and instrument voltage 
and proper fuse type and rating. 



NOTE 

Unless otherwise specified at the time of 
purchase, this instrument was shipped from the 
factory with the power transformer connected 
for operation on a 108 to 126 Vac line supply 
and with a 0.5 amp slow blow fuse. 

Conversion to other input voltages requires a change in rear 
panel fuse-holder voltage card position and fuse according 
to the following table and procedure. 



Figure 2-1. Fuse Holder on Rear of Instrument 



2. Remove the small printed circuit board and select 
operating voltage by orienting the printed circuit 
board to position the desired voltage on the top left 
side. Push the board firmly into its module slot. 

3. Rotate the FUSE PULL back into the normal position 
and insert the correct fuse into the fuse holder. Close 
the cover door. 

4. Connect the ac line cord to the mating connector at 
the rear of the unit and the power source. 
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2.2.2 Signal Connections 



Use RG58U 5012 shielded cables equipped with female BNC 
connectors to distribute input and output signals when con- 
necting this instrument to associated equipment. 

2.3 ELECTRICAL ACCEPTANCE CHECK 

This checkout procedure verifies the generator operation. If 
a malfunction is found, refer to the Warranty in the front 
of this manual. A 2 channel oscilloscope, a 5012 load, a tee 
fitting and 5012 coax cables are needed for this procedure 
(see figures 2-2 through 2-5). 

Preset the pulse generator controls as follows: 



Control 


Position 


FREQUENCY Dial 


1 


FREQ Range 


X IK 


FREQ VERNIER 


cw 


GEN MQDE 


CQNT 


TRIG LEVEL 


10 o'clock 


LIN/LQG 


LIN 


DCQFFSET 


QFF 


VCA GAIN 


ccw 


WAVEFQRM 


% 


QUTPUT ATTEN 


0 


QUTPUT ATTEN VERNIER 


cw 


NQRM/INVERT 


NQRM 


SWEEFMODt 


CONT^WP 


SWEEP STQP 


cw 


SWEEP TIME 


10s I Is 


SWEEP TIME VARIABLE 


12 o'clock 


PULSE WIDTH 




PULSE WIDTH VARIABLE 


cw 


TRANSITIQN TIME 


7 ns 1 50 ns 


LEADING EDGE 


cw 


TRAILING EDGE 


cw 


PQWER 


QN 



SCOPE 




Figure 2-2. initial Setup 



SCOPE 




SCOPE 




SCOPE 




Figure 2-5. VCA Setup 
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Table 2-1. Initial Checkout 



Step 


Control 


Position/Operation 


Observation 


1 




Connect instrument as shown in 
figure 2-2 and sync scope to TTL 
output. 


CHI : 1 kHz sine w'ave, 15V p-p. 
CH2: dc signal. Approximately 1 V. 


2 


FREQ VERNIER 


Rotate ccw, then cw. 


CHI : A small change in frequency (1% of range). 


3 


FREQ Range 


Check each position. Return to 
X 1. 


CHI ; Frequency increases from ccw to cw positions. 


4 


HQLD 


Press and hold. Release. 


Waveform stops and holds at a dc level. Waveform 
continuous when switch is released. 


5 


FREQ Range 


X IK. 




6 


QUTPUT ATTEN 
VERNIER 


Rotate ccw. Return to cw. 


Amplitude of waveform decreases for ccw change. 


7 


QUTPUT ATTEN 


Check each position. Return to 0. 


Amplitude of waveform decreases in decade steps 
as attenuation increases. 


8 


OUTPUT ATTEN 
VERNIER 


Rotate to 9 o'clock. 






DC OFFSET 

1 


Rotate cw thru — , 0 to +. 
Return to OFF. 


Waveform moves to a negative offset, then to a 
positive offset, as the control is rotated cw. Wave- 
form clipping may occur at — and + ends of 
control. 


10 


OUTPUT ATTEN 
VERNIER 


Vernier cw. 




11 


WAVEFORM 


Check each position. Return to 

n 1 . 


Each waveform is present; ri I and U 1 are both 

positive going OV to +7.5V, but complementary to 
each other. 


NOTE: For proper waveform output in steps 12 through 16, the pulse period must be several times longer than the pulse 
width and transition time. Change the FREQ range whenever necessary. 


12 


PULSE WIDTH 


Rotate to each position. Return 
to 1 0 /ns 1 1 00 /us. 


Pulse width is narrow at ccw positions and wLd.£r at 
cw positions. 


1 O 


pi 1 ! WID'I'H 

VARIABLE 


Rotate CCW'. Return to cw. 


Pulse w'dth becomes narrow, returns to wide 


14 


TRANSITION 

TIME 


Rotate to each position. Return 
to 500 ns 1 5 ns. 


Transition time decreases ccw and increases cw. 


15 


LEADING EDGE 


Rotate ccw. 


Waveform rise time increases, then returns to 
original time. 
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Initial Checkout (Continued) 



Step 


Control 


Position/Operation 


Observation 


16 


TRAILING EDGE 


Rotate ccw. 


Waveform fall time increases, then returns to 
original time. 


17 


FREQ Range 


X IK 




18 


NORM/INVERT 


INVERT, then NORM 


Waveform changes from positive pulse to negative 
pulse. 


19 

on 


WAVEFORM 

Mn O l\/1 /IMV/CDT 

i W 1 l i V 1 / 1 i ‘ii W •— i i i 


. 

INVERT then NORM 


Waveform phase shifts 180°, from one switch 
position to the other. 


21 




Connect instrument as shown 
in figure 2-3. 




22 


FREQUENCY Dial 


Full cw. Sync the scope 
to CHI (FUNC OUT). 


CHI : Waveform is swept from a low frequency to 
a high frequency. 

CH2: 0 to 5V ramp for each burst of swept 

waveforms. 


23 


GEN MODE 


SWEEP. 


Waveform is swept from a low frequency to a high 
frequency. 


24 


SWEEP TIME 


Check each position. Return to 
100 ms 1 10 ms. 


As the switch is rotated cw, the sweep duration 
decreases. (Observe CH2 on fast times.) 


25 


LIN/LOG 

' 


LOG. Return to LIN. 


CHI; Waveform has longer low frequency sweep 
in LOG mode. 

CH2: Logarithmic ramp in LOG mode. 


26 


SWEEP TIME 
VARIABLE 


Rotate ccw. Return to cw. 


Ccw increases sweep duration. 


27 


SWEEP MODE 


SWP START. 


CHI: Frequency approximately 50 Hz. 
CH2; 0 Vdc. 


28 


FREQUENCY Dial 


Rotate from cw to ccw. 
Return to cw. 


CH2: DC level increases from 0 to 5V, returns to 

ov. 


29 


SWEEP MODE 


SWP STOP. 


CH2: Approximately 5V. 


30 


SWEEP STOP 


Rotate ccw. Return to cw. 


CH2: DC level decreases, returns to 5V. 


31 


SWEEP MODE 


TRIG SWP. 


CHI : Frequency approximately 50 Hz. 
CH2: OV. 


32 


MAN TRIG 


Press and release (try several 
times). 


One burst of swept waveform, then returns to start 
frequency. 
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Initial Checkout (Continued) 



Step 


Control 


Position/Operation 


Observation 


33 


SWEEP MODE 


SWP HOLD. 




34 


MAN TRIG 


Press and hold, then release. 


Waveform sweeps up to high frequency and remains 
while switch is held, returns to start frequency when 
switch is released. 


35 


SWEEP MODE 


CONTSWP 




36 


FREQUENCY 


1 




37 




Connect instrument as shown in 
figure 2-4. 




38 


GEN MODE j 

i 


TRIG. (Trigger scope on CH2.) 
Adjust scope for several triggered 
cycles. 


CHI : Each waveform is one complete cycle. 
CH2: 0 to 5V ramp. 


39 


GEN MODE 


DBLTRIG. 


Each waveform is two complete cycles. 


40 


GEN MODE 


TRIG HAV. 


Each waveform is one cycle starting and ending 
at -90°. 


41 


GEN MODE 


GATED. Adjust scope for several 
bursts of waveforms. 


Waveforms are in bursts of approximately 100 ms. 


42 


GEN MODE 


GATED HAV. 


Burst of waveforms start at —90° and end at —90°. 


43 


WAVEFORM 


n 1 . 




44 


GEN MODE 


EXT WIDTH. 


Pi ilt;p \A/3vef<^rm 


45 


TRIG LEVEL 


Rotate slowly. 

Return to 10 o'clock. 


Pulse varies in width. 
Returns to original width. 


46 




Connect instrument as shown in 
figure 2-5. 




47 


GEN MODE 


CO NT 




48 


OUTPUT 

VERNIER 


1 2 o'clock. 

i 




49 


WAVEFORM 


1 


CHI : Low to high amplitude bursts of waveforms. 


50 


VGA GAIN 


Rotate from ccw to cw. 

i 

! 

1 

1 

' 1 


Amplitude modulation increases from 0 to 
maximum. 
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SECTION U 



3.1 CONTROLS AND CONNECTORS 

The controls and connectors for the Model 166 are shown 
in figure 3-1. The listing below discusses each control and 
its function. 

FREQUENCY/SWEEP START Dial - The main fre- 
quency control. The setting on this dial multiplied by 
the frequency range (FREQ) setting is the basic out- 
put frequency of the generator. The dial sets the 
sweep start frequency when SWEEP mode (5) is 
selected. (The FREQ VERNIER and VCG IN also 
affect the generator frequency.) The outer scale has 
linear distribution; the inner has logarithmic (2). The 
dial index mark lights when power is on. 




LIN/LOG Switch — This switch selects a linear change 
in frequency or a logarithmic change in frequency 
when sweeping (20), frequency modulating (23) or 
using the frequency dial (1). 




FREQ Range Switch — The 1 1 position outer switch 
selects the generator frequency range, which, when 
multiplied by the frequency dial setting (1), deter- 
mines the basic output frequency of the generator. 



VERNIER Control — The inner knob allows fine 
control over the output frequency. A complete turn 
of this vernier is equivalent to approximately one half 
of the smallest division on the main frequency dial 
(1). When in the full clockwise position (CAL), the 
settings on the main dial will be accurate. 




mm uxi 



Figure 3-1. Controls and Connectors 
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HOLD Switch — This switch holds the output at its 
instantaneous voltage level. Operable in the X .001 
through X 10 FREQ ranges (3) only. 



5^ GEN MODE Switch — The outer, 8 position switch 

selects the operating mode of the main generator 

as follows: 

a. CONT Mode — The generator operates continu- 
ously as a standard Voltage Controlled Generator 
(VCG). Frequency output is determined by front 
panel control settings in conjunction with external 
control voltage at VCG IN (23). 

b. TRIG Mode — The generator will give one complete 
cycle (star Ling dl 0 ) of OulpuL when liie MAN 
TRIG (6) is pressed or for each cycle of signal 
applied to TRIG IN (21). A convenient trigger 
source is the SWEEP OUT signal (17), since the 
internal sweep operates independently of the main 
generator. 

c. DBL TRIG Mode — As for TRIG mode, except 
two cycles are given. 

d. TRIG HAV Mode — As for TRIG mode, except 
the waveform ( \/ , \ ) starts and ends at —90°, 

rather than 0°;this is a haverwave. For Tj,n land 

U I waveforms, this mode is identical to TRIG 
mode, except the delay between TR IG IN (21) and 
FUNCOUT (12) is increased. 

e. uArttr Mode — As tor i n io mode, except that 
the generator will continue to have output for the 
full time that the MAN TRIG switch (6) is held 
down or the gate signal at TRIG IN (21) exceeds 
the gating level set by the TRIG LEVEL control. 

f. GATED HAV Mode — As for TRIG HAV mode, 
except that the generator will continue to have 
output for the full time that the MAN TRIG 
switch (6) is held down or the gate signal at TRIG 
IN (21) exceeds the gating level set by the TRIG 
LEVEL control (5). 

g. SWEEP Mode — The generator operates in a sweep 
mode determined by the SWEEP MODE switch 
( 20 ). 

h. EXT WIDTH Mode — For Hj, n landU Iwave- 

forms only. The main generator is disabled and 
the output frequency and pulse width are depend- 
ent on the external signal input at the TRIG IN 
BNC (21) or the MAN TRIG switch pulse (6). 



TTL OUT and FUNC OUT signals are at a dc level 
until triggered. Output, compared to the input, 

can be normal FT 1 or complementary U I as set 

by the WAVEFORM switch (8), or positive 
(NORM) or negative (INVERT) as set by the 
NORM/INVERT switch (10). 

TRIG LEVEL Control — The inner control is a con- 
tinuously variable adjustment of the TRIG IN (21) 
circuitry. When full ccw, approximately a positive 
going signal of -t-5V or greater voltage is required for 
triggering (figure 3-2). In the full cw position, a posi- 
tive going pulse of approximately — 5V or more posi- 
tive voltage is required for triggering. In the GATED 
mode, the generator will begin to run continuously at 
some position of the control cw past 12 o'clock. 
When using the MAN TRIG, this control must be ccw 
of the midpoint. 



CCW 



TRIG LEVEL 
CONTROL 



-CW 



-rSV* 




■ TRIG LEVEL 



0V» 




TRIGGER SIGNAL 
MUST -B£-A>TVh3-p 
POSITIVE GOING 
SIGNAL EXCEEDING 
THE TRIG LEVEL 
SETTING 




Figure 3-2. Minimum Trigger 



(J) MAN TRIG Switch — When in any of the trigger 
modes, pressing this switch furnishes the trigger. When 
in any of the gate modes, this switch furnishes the 
gate signal for the duration that it is pressed and held 
down. The TRIG LEVEL control (5) must be ccw 
from midpoint for proper MAN TRIG operation. 

DC OFFSET Control — This knob adjusts the dc base 
line offset above (+) or below (— ) signal ground to 
±10 Vdc into open circuit (±5 Vdc into 50n load). 
Waveform plus offset is limited to ±15V open circuit 
(±7.5V into 5012 load). 
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WAVEFORM Selector — The six position outer 
switch selects the waveform that appears at the 
FUNG OUT BNC (12). The waveforms are sine \/ , tri- 
angle ramp square '~'u , positive going pulse 

n ! and positive going complementary pulse U ! . 



and U I waveforms at FUNG OUT (12). It has no 
effect on TTL and TTL outputs or on A^,"Vand 
waveforms. Transition time should not exceed the 
"off" time of the pulse period. 



VGA GAIN Control — When amplitude modulating 
with a signal at the VGA (AM) IN BNG (22), the inner 
knob determines the level of modulation by attenuat- 
ing the input signal. 




OUTPUT ATTEN (dB) Control — The four position 
outer knob attenuates the FUNG OUT waveform and 
offset (12) from 0 dB (15Vp-p max into 5012 LOAD) 
to —60 dB (15 mV p-p into 5012) in 20 dB steps. The 
inner VERNIER knob varies the attenuation over an 
additional 0 to approximately 20 dB. Maximum 
attenuation is 80 dB (1 .5 mV p-p into 5012). 




NORM/INVERT Switch — This switch inverts wave- 
form output from FUNG OUT (12). inversion is 
about the 0 volt axis of the non-offset waveform. 



^1^ LEADING EDGE Control — For 'Xi, FI 1 and U I 

waveforms only. The outer knob varies the leading 
edge transition time throughout the range indicated 
by the TRANSITION TIME switch (14). Transition 
time should not exceed the pulse width. 

TRAILING EDGE Control - For n ^and Li I 

waveforms only. The inner knob varies the trailing 
edge transition time throughout the range indicated 
by the TRANSITION TIME switch (14). Transition 
time should not exceed the "off" time of the pulse 
period. 




TTL OUT Connector — This BNC connector is a 
source of TTL level pulses at the main generator fre- 
quency. Pulse characteristics are the same as for TTL 
pulses (13) except amplitude is fixed at an inactive 
level of approximately 2.4 volts and an active level of 
0 volts when loaded with 5012. 



PULSE WIDTH Switch — The outer eight position 
switch selects the pulse width range. The Hj position 
ensures a 50% duty cycle pulse.The inner VARIABLE 
knob varies the pulse width throughout the range 
selected by the outer knob. This knob is inactive 
when the outer switch is in the Hj position. The 

PULSE WIDTH switch affects 1 j , fl I and U I 

output at FUNG OUT (12) and the TTL (13) and 
TTL (15) outputs. The ^,'Vand waveforms are 
not affected. Pulse width cannot exceed 70% of 
pulse period. 




SWEEP OUT, 60012 Connector — This BNC connector 
provides a fixed 0 to nominal +5 volts sawtooth wave- 
form whose period is determined by the SWEEP TIME 
control (18|; there is no output when SWEEP TIME 
is OFF. Output also depends on the SWEEP MODE 
control (20): 



Position 



SV 



Ain i"r 



SWP START 



OV 




FUNC OUT, 5012 Connector — This BNC connector 
is the selected waveform output of the main generator. 
Output level is 30V p-p maximum into an open circuit 
or 15V p-p maximum into a 5012 load. 




TTL OUT Connector — This BNC connector is a 
source of TTL level pulses at the main generator fre- 
quency. Pulse width, but neither amplitude nor tran- 
sition time are controllable. Amplitude is fixed at an 
inactive level of 0.0 volts and an active level of 
approximately 2.4 volts when loaded with 5012. 
TTL pulse width is controllable regardless of the 
waveform selected. 




TRANSITION TIME Switch — This seven position 
switch selects the range of pulse leading and trailing 
■edge transition times. Actual in-range time is set by 
the LEADING EDGE control (11). Affects Hj, n j 



SWP STOP 


Approximately +5V 


CONT SWP 


Sawtooth 


TRIG SWP 


OV until triggered, then sawtooth 
and return to OV 


SWP HOLD 


OV until triggered, then ramp to +5V 
and hold for duration of trigger, 

then return to OV 




SWEEP TIME Switch — The seven position outer 
knob provides a sweep duration range. The inner 
VARIABLE knob selects the actual sweep time. An 
OFF position ensures that the sweep generator is off 
and has no effect on the frequency of the main gen- 
erator. 
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GCV Out Connector — This BNC connector provides 
the Generator Control Voltage, a nominal 0 to +5 volts 
proportional to the main generator frequency. 



20) SWEEP MODE Switch — The main generator fre- 
quency is controlled by the sweep generator when the 
GEN MODE switch (5) is in SWEEP position; other- 
wise, the two generators are independent. The outer 
five position switch selects the mode in which the 
internal sweep generator affects the main generator. 
The sweep start frequency is set by the FREQUENCY 
dial (1) and the sweep stop frequency is set by the 
inner SWEEP STOP knob (20). The sweep modes are: 



signal that controls the main generator frequency. 
With 0 volts in, the main generator frequency is deter- 
mined by the frequency range selected and the fre- 
quency dial setting. A positive VCG voltage will in- 
crease this frequency, and a negative voltage will de- 
crease the frequency. Operation is limited by the 
FREQ range switch setting (3). A 5 volt excursion 
will vary the frequency up to 1000:1, linearly or 
logarithmically. 

2^ POWER Switch — Power is on when this pushbutton 
switch is in, and off when extended. 



a. SWP START Mode — The main generator operates 
at the frequency set by the FREQUENCY dial (1) 
and in the range set by the FREQ switch (3). This 
mode is used to set the sweep start frequency. 



3.2 WAVEFORM TIMING 

The relationship among waveforms for different modes is 
illustrated in figure 3-3. 



b. SWP STOP Mode — The main generator operates 
at the frequency set by the SWEEP STOP knob 
(20) and in the range set by the FREQ switch (3). 
This mode is used to set the sweep stop frequency. 



c. CO NT SWP Mode — The main generator frequency 
is swept up from the sweep start frequency to the 
sweep stop frequency as preset in the SWP START 
mode and SWP STOP mode and in the time deter- 
mined by the SWEEP TIME switch (18); the signal 
immediately drops to the start frequency and 
sweeps again. 

m) TRIG IN, 1 .5 kf2 Connector - This BNC connector is 
dc coupled with 1.5 kl2, 30 pF input impedance. 
Trigger signals must be IV p-p or greater but within 
the range of ±5V. The TRIG LEVEL control (5) ad- 
justs the sensitivity of the generator to this input 
signal. Trigger signal width must be 25 ns or greater. 
Trigger frequency must be less than 25 MHz. The 
trigger signal can trigger the main generator and/or 
the sweep generator, depending on the mode of 
operation selected. 

( 2 ^ VCA (AM) IN, 3 kl2 Connector — This BNC connector 
has input impedance of 4.99 to 10 kf2 depending upon 
the VCA GAIN setting (8). With VCA GAIN fully cw, 
0 to ±5 volts gives a 0 to 30 volt amplitude change; 
5 Vac gives 100% modulation; 10 Vac gives 200% 
modulation (suppressed carrier). Increased voltages 
are required when the VCA GAIN control is used. 
AM signal bandwidth is limited to 10 kHz. 

( t^j VCG (FM) IN, 6 kn Connector - This BNC connector 
is the Voltage Controlled Generator signal input, a 



3.3 OPERATING PROCEDURE 

No preparation of the instrument is required beyond com- 
pletion of the initial checkout given in paragraph 2.3. It is 
recommended that a one-half hour warm-up period be al- 
lowed for the associated equipment to reach a stabilized 
operating temperature, and for the Model 166 to attain 
stated accuracies. The operator should be familiar with the 
controls and connectors given in paragraph 3.1 and the 
waveform relationships given in figure 3-3. 

There are almost unlimited ways to set up the generator 
and waveforms that may be obtained. The following sections 
describe bas 1 c c ohllgu f atloh s'a h efh up . 

Notice the grouping of controls on the front panel: 

a. the waveform and amplitude group 

b. the pulse characteristics group 

c. the sweep group 

d. the frequency and operating mode group 

Internally, the sweep group will be used only in sweep 
mode. In addition, the svyeep generator can be used as an 
independent signal source with its own output. This is a 
convenient source of trigger and modulating signals for the 
main generator. The pulse group is used only for altered 
forms of the 1j , H I and U i waveforms. 

The setup instructions given in the next paragraphs must 
necessarily be general. They are divided for five applications 
which can be combined as required: 
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SELECTED WAVEFORM 
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a. Continuous, triggered or gated operation 

b. Voltage controlled frequency (VCG) operation 

c. Sweep operation 

d. Pulse operation 

e. Voltage Controlled Amplitude (VCA) operation 



3.3.1 Continuous, Triggered and Gated Operation 

Operation in these modes is set up using standard wave- 
forms. After getting results with a standard waveform, refer 

to paragraph 3.3.4 for pulse setup, if desired. 

1. For most accurate results, place the generator in con- 
tinuous mode and monitor the setup of the controls 
with an oscilloscope. Connect FUNC OUT to the 
oscilloscope and sync to this signal. It is best to use 
an oscilloscope with greater than 250 MHz band 
width or a sampling oscilloscope. To view the high 
frequency performance with a real-time scope, use a 
50^2, 10:1 attenuator at the scope input to reduce 
the capacitive loading due to the scope. 

2. Set the frequency controls for the desired frequency. 

3. Select the waveform, attenuation and offset. This 
completes the setup for continuous mode. 

4. If one of the triggered or gated modes is desired, select 
the mode. If tri gge ring is manual, rotate the TRIG 
LEVEL fully ccw. This completes the setup for man- 
ual triggering or gating. 

5. If an external trigger signal is to be used, connect a 
qualified trigger source (paragraph 3.1) to the TRIG 
IN BNC and to the oscilloscope trigger input. Set the 
scope to trigger on the external signal. Rotate the 
Model 166 TRIG LEVEL control fully ccw, then 
rotate cw until the desired triggering occurs. 



3.3.2 Voltage Controlled Frequency (VCG) Operation 

Set up the controls as given in paragraph 3.3.1 for contin- 
uous operation. The frequency selected will be the reference 
frequency. A voltage at the VCG BNC will cause the fre- 
quency to deviate from the reference frequency. 

1 . For frequency control with positive dc inputs at VCG 
IN, set the dial for a lower limit from which frequency 
is to be increased. 



2. For frequency control with negative dc inputs at 
VCG IN, set the dial for an upper limit from which 
frequency is to be decreased. 

3. For modulation with an ac input at VCG IN, set the 
dial at the desired center frequency. Do not exceed 
the maximum dynamic range of the selected fre- 
quency range. 

Figure 3-4 is a nomograph with examples of the frequency 
dial effect as a reference for VCG IN voltages. Example 1 
shows that with OV VCG input (2nd column), frequency 
(3rd column) is as determined by the frequency dial setting 
of 2 (1st column). Example 2 shows that with a positive 
VCG input, output frequency is increased. Example 3 shows 
that with a negative VCG input, output frequency is de- 
ci eased. (Note that the Factor of 50i2 OUT Frequency 
column must be multiplied by the frequency range in order 
to give the actual 50^2 OUT frequency.) For full 1000:1 
linear mode VCG sweep of the generator frequencies, set 
the FREQ VERNIER full ccw. 



NOTE 

The FREQ VERNIER must be rotated full ccw 
for 1000:1 linear or logarithmic range. 



FREQUENCY VCG 
DIAL SETTING VOLTAGE 
(5) 



(.5) 



(.05) 



(.005) 



-5V- 


.05-- 


_4V- 


- 


-=3V- 


j.,. 


-2V- 












+1V- 


3-- 




- 


+3V’^ 
-1-4V - 




+5V - 





FACTOR OF 
5012 OUT 
FREQUENCY 
(.005) 



(.05) 



(.5) 



(5) 



LINEAR AND (LOGARITHMIC) 

Figure 3-4. VCG Voltage-to- Frequency Nomograph 



3.3.3 Sweep Operation 

1. Set SWEEP MODE to SWP START and adjust the 
FREQUENCY dial and FREQ range for start sweep 
frequency. 

2. Set SWEEP MODE to SWP STOP. Set SWEEP STOP 
control for the desired upper frequency. 
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SECTION 1 
CIRCUIT DESCRIPTION 



4.1 GENERAL 

The circuits summarized in figure 4-1 are placed on two cir- 
cuit boards in the generator. All circuits outside the dotted 
lines of the Sweep and Transition Time board (-0629) are 
on the Main board (-0628). The manual controls and con- 
nectors are mounted on the front panel. The power supply, 
which is not shown, is located on the rear panel and Main 
board. 



4.2 BASIC WAVEFORM DE VE LOPMENT 

The heart of the generator (the bold path in figure 4-1) is a 
triangle and square vyave generator. The triangle waves are 
developed by charging a capacitor with constant currents 
that are a lternately reversed in polarity. The polarity 
reversal is caused by a flip-flop circuit, or hysteresis switch, 
that in turn produces the square waves. The flip-flop 
changes states, causing the constant current to change 
polarity, upon detecting amplitude limits of the triangle 
waveforms. 

The VCG dial buffer sums the currents from the frequency 
dial, frequency vernier, VCG IN connector and the sweep 
circuit. The VCG dial buffer is an inverting amplifier whose 
output voltage can be applied directly to the GCV amplifier 
or through the log converter to the GCV amplifier. The out- 
put voltage of the GCV amplifier controls the positive and 
negative current sources. This voltage is also present at the 
GCV OUT connector. For all waveforms except the ramp 
the currents from the two current sources are equal and 
linearly (logarithmically in log mode) proportional to the 
voltage of the VCG dial buffer output in linear (log) opera- 
tion. The diode gate, which is controlled by the hysteresis 
switch, is used to switch the positive or negative current to 
the integrating capacitor selected by the frequency multi- 
plier. If the positive current is switched into the integrating 
capacitor, the voltage across the capacitor will rise iinearly 
to generate the triangle rise transition. If the current is 
negative, the voltage across the integrating capacitor will 
fall linearly to produce the fall transition. 

The triangle amplifier is a unity gain amplifier whose outpjUJL 
tP- hysteresis £witch. The hysteresis switch has 
two voltage limit points (approximately ±1 .25V) at its input. 



During the time the output voltage of the triangle amplifier 
is rising, the output voltage of the hysteresis switch is posi- 
tive, but when the output voltage of the triangle reaches 
+1.25V, it triggers the hysteresis switch, causing the output 
to switch negative. Once the control voltage into the diode 
gate becomes negative, it will switch the positive current 
out and switch the negative current in to the integrating 
capacitor, so that the voltage across the capacitor will reverse, 
starting a linear decrease of the triangle wave. When the de- 
creasing voltage reaches -1.25 V, the output of the hysteresis 
switch will switch back to positive, reversing the process. 
This action generates the triangle waveform as shown in 
figure 4-2. Since the output of the hysteresis switch is a 
square wave, the result is simultaneous generation of a 
square wave and a triangle wave at the same frequency. 

The output frequency is determined by the magnitude of 
the capacitor selected by the frequency multiplier and 
magnitude of the current sources. Since the cur.rent sources 
are linearly proportional to the control voltage of the VCG 
circuit, the output frequency will also be linearly propor- 
tional to the control voltage. The relations become logarith- 
mic if the log mode of operation is chosen. The capacitance 
multiplier is used to sink a precise amount of the current 
supplied to the integrating capacitor on the low frequency 
ranges. 

4.3 WAVE SHAPE AND AMPL5FICATSON 

The output of the hysteresis switch is'shifted to MECL level 
and fed to the pulse width circuitry. The pulse width is 
determined by varying the RC time constant of an MECL 
one-shot. The output of the pulse width circuit feeds the 
TTL and TTL buffer and the rise/fall circuit. The TTL and 
TTL buffer circuit provides an approximate 0 to 2.4V output 
into 50 ohm load. The rise/fall circuit controls the transition 
time via selected RC networks, then returns the shaped 
square wave to the square wave clipper on the main board. 
When a square or pulse mode is selected, this clipper is acti- 
vated to supply the signal to a pair of transistors which con- 
vert the single ended pulse to the differential input required 
by the multiplier. 

The triangle wave from the triangle amplifier is coupled to 
another pair of transistors and the sine converter. This pair 
of transistors are turned on when triangle or ramp are selected 
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Figure 4-1. Generator Block Diagram 
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4.4 TRIGGERED AND GATED MODES 




Figure 4-2. Basic Generator and Timing Diagram 



and convert the single ended output to the differential input 
needed by the multiplier. The output of the sine converter 
is coupled through a similar pair of transistors before reach- 
ing the multiplier. 

The amplitude vernier voltage and the VGA IN voltage are 
summed in the summing amplifier whose output is used to 
control the multipliers output amplitude. The phase of the 
output waveform is determined by the polarity of this 
voltage with the NORM/INVERT switch controlling the 
polarity of the dc from the amplitude vernier. In addition 
to being coupled to the modulating input of the multiplier, 
the output of the summing amplifier is coupled to another 
dc amplifier which keeps the pre-amplifier summing junction 
at the appropriate level when normal or complimentary 
pulse is selected. 

A current mirror is used to convert the multiplier differen- 
tial output to single ended output before it is applied to the 
inverting pre-amplifier. The output of the pre-amplifier pro- 
vides an input to the summing junction of the output ampli- 
fier. The dc voltage from the DC OFFSET switch and 
potentiometer are also added in at the summing junction. 
The signal is again inverted and amplified before it is applied 
to the attenuator. The attenuator provides 60 dB of attenu- 
ation in three 20 dB steps. Maximum output at 0 dB is 15V 
into a 50 ohm load. Adjustment between steps is provided 
by the vernier. 



In the triggered and gated modes, the forward biased trigger 
diode sinks the current from the positive current source, 
thereby preventing the integrating capacitor from charging 
and, therefore, the generator from oscillating. The trigger 
pulse resets a flip-flop which reverse biases the diode, so the 
capacitor begins to charge. The hysteresis switch transition, 
which occurs when the triangle wave reaches its negative 
peak, clocks the flip-flop back to the original state, which 
prevents the voltage at the integrating capacitor from rising 
above ground. In the haver modes, this voltage is held at the 
negative triangle peak. In gated mode, the falling edge of 
the trig in signal (the gating signal) releases the flip-flop to 
clock on next hysteresis switch transition occurring at a 
negative triangle peak. This forward biases the trigger diode 
so the voltage at the integrating capacitor may not rise above 
the set voltage (ground or the minus peak). The double trig- 
ger is accomplished by a series of flip-flops which "count" 
two negative triangle peak transitions of the hysteresis switch. 

in EXT WIDTH mode, the signal to be shaped is applied to 
TRIG IN where it is squared in the trigger squaring circuit 
before being coupled to the rise/fall circuit, from which 
point it follows the normal square wave path. The generator 
must be set to square wave of pulse to obtain an output. 



4.5 SWEEP GENERATOR MODES 

The sweep generator is an independent generator with a 0 
to +5V ramp out at the sweep out connector. It will drive 
up to 600 ohm impedance and can be used to externally 
trigger, VCG or VGA the main generator by connecting 
sweep out to the appropriate front panel connector. 

The sweep generator can also be connected to the main 
generator internally by selecting SWEEP on the GEN MODE 
switch. The basic sweep generator consists of the current 
source, FET input amplifier, clamping circuit and hysteresis 
switch. 

The current source charges a capacitor with a constant cur- 
rent which produces a voltage ramp across the capacitor. 
The ramp is buffered by the FET amplifier and applied to 
the hysteresis switch. When the ramp reaches the threshold 
voltage of the hysteresis switch, it changes state and dis- 
charges the capacitor very quickly through the discharge 
diode. The clamping circuit clamps the peaks of the ramp 
to precise levels which assume 1000:1 sweep control. 

As the output of the sweep generator is internally connected 
to the input of the VGG dial buffer, it controls the fre- 
quency of the generator. 
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In SWP START mode, the sweep generator is held at its OV 
peak so that the start frequency may be set with the combi- 
nation of the frequency dial, frequency range and vernier. 
In SWP STOP mode, the sweep generator is held at its -i-5V 
peak, so that the portion of the voltage to reach the VCG 
dial buffer may be set in SWEEP STOP mode which deter- 
mines the maximum frequency. In CONT SWP mode, the 
main generator is swept between the frequency limits set by 
sweep start and stop. 

In TRIG SWP mode, the main generator oscillates at the 
start frequency until the trigger input triggers the sweep 



generator. At the end of one ramp, the main generator re- 
turns to the start frequency and waits for the next trigger 
pulse. 

In SWP HOLD mode, the main generator oscillates at the 
start frequency as long as the trigger input signal is below 
the trigger level threshold. As the threshold is crossed, the 
main generator is swept up to stop frequency, where it will 
remain until the trigger input falls below the threshold, at 
which time the main generator returns to the start frequency. 
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SECTION 
CALIBRATION 



5.1 FACTORY REPAIR 

Wavetek maintains a factory repair department for those 
customers not possessing the necessary personnel or test 
equipment to maintain the instrument. If an instrument is 
returned to the factory for calibration or repair, a detailed 
description of the specific problem should be attached to 
minimize turnaround time. 

5.2 REQUIRED TEST EQUIPMENT 

DVM Millivolt dc measurement (0.1% accuracy) 

Differentia! Oscilloscope, Dual Channel 500 MHz bandwidth 

Distortion Analyzer 600 kHz 

Frequency Counter 50 MHz (0.1% accuracy) 



5.3 CALIBRATIQN 

Perform calibration according to table 5-1. If performing a 
partial calibration, check previous settings and adjustments 
for applicability. See figures 5-1, 5-2 and 5-3 for calibration 
point location. 

1 . Use 50^2 cable for all instrument connections. 

2. Allow the instrument to warm up at least 30 minutes 
for the final calibration. Keep the instrument covers 
on to maintain heat. Remove covers only to make ad- 
justments or measurements. 



Table 5-1. Model 168 Calibration Chart 



Step 



Check 



Tester 



Calibration 

Point 



Control Setting 



Adjust 


Desired Results 


-0645- 

R16 


-M2Vdc ±50 mV 




-12Vdc±100 mV 




+22Vdc±400mV 




-22Vdc±400mV 


-0645- 

R24 


+5.2Vdc±20mV 



Remarks 



Power 

Supplies 



DVM or 

Differential 

Scooe 



-0628-TP1 



-0628-TP2 



-0628-TP3 



-0628-TP4 



-0628-TP5 



FREQ: X IK 
FREQUENCY: 5 
FREQ VERNIER: CAL 
GEN MODE: CONT 
DC OFFSET: OFF 
WAVEFORM: % 
OUTPUT ATTEN: 0 
OUTPUT VERNIER: 

1 2 o'clock 
SWEEP MODE: 

CONT SWP 

SWEEP TIME: 10s I Is 
PULSE WIDTH: Tj 
TRANSITION TIME: 

7 ns I 50 ns 

LEADING EDGE: FuMccv 
(TRAILING EDGE: Full ccwl 



All measurements are ref- 
erenced to ground. 



LIN/LOG: LIN 
NORM/INVERT: NORW 
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Table 5-1. Model 166 Calibration Chart (Continued) 



Step 


1 1 

Check 


Tester 


i 

; Calibration 
Point 


Control Setting 


Adjust 


Desired Results 


Remarks 


6 


Hysteresis 

Switch 

Balance 


Scope 


-0628-TP9 




-0628- 

R150 


Hj Offset 
OVtIOOmV 


J 


1 

7 


Hj Am- 
plitude Zero 


-0628-TP8 


WAVEFORM: 


-0629- 
R31 * 


Hj Offset 
OV ±50 mV 

■! 


8 


'V Am- 
plitude Zero 


DVM 


-0628-TP6 


GEN MODE: TRIG 


-0628- 

R86 


0 Vdc ±5 mV 


9 


Multiplier 

Null 


Scope 

1 


FUNCOUT 


GEN MODE: CONT 
WAVEFORM: % 
OUTPUT VERNIER: 
Full ccw 


-0628- 

R330, 

R334 

j 


As near dc as 
possible 


10 


Time Sym- 
metry 

i 

1 


WAVEFORM: Tj 
Set output for 10V p-p ' 


1-0628- 

R46 


Time symmetry 
within ±0.1% 


iSee figure 5-4 for equip- 
ment setup. Set scope to 
20 Ms/div. 


11' 


s \f Dis- 
tortion 


Distortion 

Analyzer 

i : 


WAVEFORM:^ 

1 1 


-0628- 

R103, 

R142 


Minimum sine 
distortion 


Trim R216, R226and 
R238for lowest distortion 
(typically 0.15%). 








^ 1 








12 


Offset 

Shift 


Scope 


1 1 


[ 


-0628- 

R241 


No dc shift be- 
tween normal 
and inverted 
output 


Neglect the dc offset if 
any. Amplitude may be 
different between normal 
and inverted. 


13 


Offset ; 

Shift 


WAVEFORM: 


-0628- 

R210 


14 


% Am- 
plitude 


WAVEFORM: Switch 
between and 


-0628 

Select 

R212 


and 

peaks are within 
±50 mV 


Verify or retrim R212. 


15 


Preamp | 

Zero 


Differential 

Scope 


-0628-TP7 


WAVEFORM: % 


-0628- 

R308 


Positive and neg- 
ative peak volt- 
ages are within 
15 mV of each 
other. 


16 


Output 

Amplifier 

Zero 


FUNCOUT 


-0628- 

R248 


Positive and neg- 
ative peak volt- 
ages are within 
20 mV of each 
other. 
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Table 5-1. Model 166 Calibration Chart (Continued) 



Step 


Check 


Tester 


Calibration 

Point 


Control Setting 


Adjust 


Desired Results 


Remarks 


17 


Hj Posi- 
tive Peak 


Differential 

Scope 


FUNCOUT 

1 


WAVEFORM: Switch 
between '\/'and Hj 


-0628- 

R198 


Positive peaks of 
Tj to are 

within 50 mV 


Verify or retrim R212. 


18 


Hj Offset 
Shift 


Scope 


WAVEFORM: 1i 


-0628- 

R203 


No dc shift be- 
tween normal 
and inverted out- 
put (or match to 
the negative 
peak) 


Amplitude can be differ- 
ent between normal and 
inverted output. 


19 


ru Nor- 
mal/Inverted 
Amplitude 


WAVEFORM: flj 
Switch between NORM 
and INVERT 


-0628- 

R297 


Zero levels are 
within 50 mV 


Neglect the dc offset if 
any. 


20 


Output 

Amplitude 


WAVEFORM: % 
OUTPUT VERNIER: 
Full cw 


-0628- 

R254 


Peak-to-peak 
voltages are 
15V ±150 mV 




21 


Trigger 

Baseline 


WAVEFORM: ^ 
GEN MODE: GATED 


-0628- 

R86 


0 Vdc ±20 mV 


22 


Haver 

Baseline 


GEN MODE: TRIG HAV 
Connect SWEEP OUT 
to TRIG IN 

SWEEP TIME: 10 ms I ms 


-0628- 

R178 


Baselines are at 
the same level of 
the negative peak 


Set the trigger level con- 
trol to obtain a burst of 
^ signal. 


23 


VCG Null 


GEN MODE: CONT 
FREQ: X 100K 
FREQUENCY: Full cw 

1 iii A \ f ^ r*/^ r> R rt . PI 
VVM V crunm; u 

Set output to 1 0V p-p 


-0628- 

R4 


Less than 1% 
frequency shift 
while opening 
and shorting 
VCG IN to 
ground 




24 


1000:1 
Time Sym- 
metry 


LIN/LOG: LOG 


-0628- 

R34, 

R59 


Each half cycle 
'"Lj is 1 .2 ms 
and symmetry 
is< 1% 


25 


Symmetry 
at 5 XI kHz 


LIN/LOG: LIN 
FREQ: X IK 
FREQUENCY: 5 


-0628- 

R46 


Time symmetry 
within 0.1% 


26 


Symmetry 

at 0.5 X 
1 MHz 


FREQ: X 1M 
FREQUENCY: 0.5 


-0628- 

R47 


T'mp !:ymmfitry 

within 0.2% 


27 


Symmetry 
at 0.5 X 
10 MHz 


FREQ: X 10M 


-0628- 

R45 

(trim) 


Time symmetry 
< 1% 


R45 must be installed for 
unit to oscillate on X 10M 
range. Verify or retrim. 
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Table 5-1. Model 166 Calibration Chart (Continued) 



Step 


Check 


Tester 


Calibration 

Point 


Control Setting 


Adjust 


Desired Results 


Remarks 


28 


Frequency 


Frequency 

Counter 


TTL OUT 


FREQ: X IK 
FREQUENCY: 5 


-0628- 

R13 


5 kHz ±10 Hz 


R 1 3 affects frequency 
calibration in all frequen- 
cy ranges. 


29 


FREQ: X 100 


-0628- 

R18 


500 Hz ±1 Hz 




30 


FREQ: X lOM 


-0628- 

C24 


50MHz±500kHz 


C22/23 may be added to 
lower frequency. 


31 


FREQ: X 1M 


-0628- 

R15 


5 MHz ±10 kHz 


Trim C27 if R 15 in stops. 


32 


FREQ: X 100K 


-0628- 

R16 


500 kHz ±1 kHz 


Trim C25 if R16 in stops. 


33 


FREQ: X 10K 


-0628- 

R17 


50 kHz ±100 Hz 


Trim R1 17 if R17 in 
stops. 


34 


Low Fre- 
quency 
Symmetry 


Scope 


FUNCOUT 


FREQ: X 10 
FREQUENCY: 0.5 


-0628- 

R188 


Time symmetry 
within 0.2% 




35 


Low Fre- 
quency 


Counter 


TTL OUT 


FREQUENCY: 5 


-0628- 

R182 


50 Hz ±0.2 Hz 
(20 ms ±40 /is) 


Trim R181 if R182 in 
stops. 


36 


Logarithmic 

Frequency 


FREQUENCY: 1 (Lin 
scale) 

LIN/LOG: LOG 


-0628- 

R50 


1.99 kHz ±40 Hz 




Cross Reference of Dial 
Dial (lin) Dial (log) 

0 - .005 

1 .020 

1 .67 .050 

2 .079 

3 .316 

3.33 .500 

4 1.26 

5 5.00 


37 


FREQUENCY: 4 


-0628- 

R20 


125.6 kHz 
±2.5 kHz 


38 


Repeat steps 24, 36 
and 37 several times 






39 


High Fre- 
quency 
Waveform 


Sampling 

Scope 


FUNCOUT 


WAVEFORM: li 
LIN/LOG: LIN 
FREQ: X 10M 
FREQUENCY: 0.6 


-0628- 

R266, 

R285 

R351 


Minimum rise/ 
fall time and 
abberation 




40 


Sweep 
Ramp Posi- 
tive Peak 


Scope 


SWP OUT 
(no load) 


SWEEP MODE: CONT 
SWP 

SWEEP TIME: 

100 ms 1 10 ms 
SWEEP TIME VARI- 
ABLE: Full cw 


-0629- 

R110 


Positive peak 
just starts to 
flatten 


41 


Sweep 
Ramp Zero 
Peak 


-0629- 

R107 


Zero peak just 
starts to round 
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Table 5-1. Model 166 Calibration Chart (Continued) 



Step 


Check 


Tester 


Calibration 

Point 


Control Setting 


Adjust 


Desired Results 


42 


Sweep 


Scope 


SWP OUT 


SWEEP MODE: SWP 


-0629- 


OV (0 to —5 m.v) 




Ramp Start 




(no load) 


START 


R62 





43 Final Cali- 
bration 
(optional) 



Close covers and warm 
up for 1 hour; repeat 
step 1 1 , then step 28. 




Sine distortion calibra- 
tion will affect all fre- 
quency calibration. Ad- 
justing R13 will restore 
the frequency calibration 




Figure 5-1. Power Supply (-0645) Calibration Points 
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Figure 5-2. Main Board (-0628) Calibration Points 
















Figure 5-3 Sweep and Transition Time Board Calibration Points 










MODEL 166 



OSCILLOSCOPE 





NOTE 

Set scope to normal external trigger. Use alter- 
nate or chop vertical mode. Set scope time so 
that one cycle just fills the screen. Using X 10 
multiplication or delay time, expand time by 
10. Now each cm represents 1% difference in 
symmetry. 



Figure 5-4 Time Symmetry Calibration Setup 
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SECTION 
TROUBLESHOOTING 



6.1 INTRODUCTION 

Familiarize yourself with the Model 166 by reviewing the 
operating procedures as well as the circuit descriptions. 
Successful fault isolation depends upon knowledge of the 
correct instrument operation. The physical arrangement of 
the instrument and component listings are given in Section 
7. 

Table 6-1 lists six basic problem areas and possible causes 
and corrections to problems in those areas. 

PROBLEM AREAS 

Power Supply 
Output Waveform 
Time Symmetry 
Frequency Accuracy 
Generator Mode 
Sweep Circuit 

Check points, expected values and component functions are 
given in tables 6-2 through 6-10, the troubleshooting guides. 



TROUBLESHOOTING GUIDES 

Power Amplifier 
AM and Preamp 
Waveform Switching 
Hysteresis Switch 
Capacitance Multiplier 
VCG Current Source 
Transition Time 
Sweep Circuit 

6.2 ACCESS 

For access to the Power Supply board (-0645) and Main 
board (-0628), remove the top cover. For access to the 
Sweep and Transition Time board (-0629), remove the 
bottom cover. 



6.3 TEST EQUIPMENT 

Test equipment are listed in paragraph 5.2. 



Table 6-1. Troubleshooting 



Problem 


Definition 


Possible Cause/Correction 


POWER SUPPLY PROBLEM 




1 . Blown fuse 


1 . AC line voltage is not 
properly set. 


Measure the ac line voltage and check for proper selection of 
line voltage in the unit. Refer to paragraph 2.2.1 for selection 
procedure. 




2. Short circuit if fuse blows 
again after replacement. 


To locate source of short circuit, isolate the power supply by 
unplugging J1 on power supply board and J2 on sweep board. 

Turn on and check for correct voltage output at J1 on power 
supply board. 




3. Fuse blows again or voltage 
output at J1 is not correct. 


Use an ohmmeter to detect possible short circuit between each 
power supply and ground: check at both input and output 
of the regulator to ground and also to chassis ground. 
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Table 6-1. Troubleshooting (Continued) 





I I 

Definition { 

i 


Possible Cause/Correction 




I 

I 

4. Short is not found in the 
regulator. 


Check for short circuit of transformer, power switch or defec- 
tive CR1 -CRB, CRIOorCRII. 

Check for short circuit between collector of 01, 05, 012 or 
016 to chassis and also IC3. 




5. If voltage output at J1 is 
normal, the short circuit is 
in main board or sweep 
board. 


In most cases, short circuits in main board and sweep board do 
not cause blown fuses, unless the current limiting circuit in the 
power supply regulator has also failed. 03, 07, 01 1 and Q15 
in power supply board are the current limiting device. 


2. Power regulator 


1. Unplug and check voltage at 
J1 on power supply board. 

If voltage is not normal, pro- 
ceed to the following steps. 






2. +5.2V is normal, but all 
±12V, ±24V supplies are 
abnormal. 


Problem is in the +12 volt regulator; check for defective 01 - 
04, IC1, CR9 and the associated circuitry. 




3. Both —12V and —22V are 
abnormal. 


Problem is in the —12V regulator; check for defective 09 - 
012, IC4 and the associated circuitry. 




4. Only -H22V, -22V or -t-5.2V 
is abnormal. 


Check the regulator in which the output voltage is abnormal. 




5. All regulator outputs are 
abnormal. 


1 

Check line voltage and proper selection of line voltage. Refer 
to paragraph 2.2.1 for line voltage selection. 

Check for defective transformer and loose wiring in the pri- 






mary circuit. 


3. Power supply 


1. Unplug and check voltage at 


Overloading the +12V supply will cause ail ±12V and ±22V 


voltage below 


J1 on power supply board. 


supplies to be low. Overloading the —12V supply will cause 


normal 


If voltage is normal, the 
problem is in main circuit 
board or sweep board. Other- 
wise, refer to power regulator 
problem. 


the —22V supply to be low. 

Isolate the power supply to the sweep board by unplugging J2 
on sweep board. 




2. Both ±22V supplies below 
normal. 


Check for defective transistors Q45 - 047 and 049 - 051 in 
power amplifier. 



OUTPUT WAVEFORM PROBLEM 



1 . No output wave- 
form at FUNC 
OUT and TTL 
OUT 


Main generator is not running. 

1 

1 


y 

Ensure power supply voltages are normal and switches and 
controls are set properly. Triangle amplifier, hysteresis switch 
or current source is malfunctioning. Refer to trouble- 
shooting tables 6-5, 6-6, and 6-8. 


2. No output wave- 
form at FUNC 
OUT, but TTL 
OUT is normal 




Problem in power amplifier, preamplifier or the AM circuit. 
Refer to troubleshooting tables 5-2 and 6-3. 
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Table 6-1. Troubleshooting (Continued) 



/' 3 . 



Problem 



Definition 



Possible Cause/Correction 



No square waveform 
at FUNCOUT 



1. TTL OUT is normal, Hj 
is seen at TPS on main board. 



Check for defective Q34, Q35, CR43 - CR46 and associated 
circuitry. 



2. TTLOUTisnormal,^U 
is not seen at TPS on main 
board. 



Connector PI 5 is not plugged in. 

Transition time circuit is malfunctioning; check Q1 - Q6 and 
associated circuitry on sweep board. 



Transition time amplifier is malfunctioning; check Q7 - Q10 
on sweep board. 



3. Hj output is normal, but 
no pulse width control. 



Check pulse width circuit, U5 and QIS - Q20 on sweep board. 



/ 4. Also no TTL out. Check 
for ± 2.2V Tj at emitter 
of Q22 to ensure the triangle 
generator loop is functioning, 
if not refer to tables 6-5, 

6-6, and 6-8. 

Check the continuity of the 
square wave path to locate 
the defective components. 
Starting from main board 
pins U and 13 of to 
pins 1_£ and 15 of Ully 
through connector PI 6 to 
J16 on the sweep board. 
Then on the sweep board, 
pins 6 and 7 of U3, to pins 
2 and 3 of U4 if '~L is 
selected, or pin 6 and 2 of 
U5 if J~L is selected. 



4. No sine waveform 
output 



All other waveforms are normal. 



Check sine amplifier Q38 and Q39 on main board. 



5. Distorted sine wave- 
form below 100 kHz. 



1. Time symmetry of Hj 
not 50% ± 0.5%. 



IS 



Square wave time symmetry is not calibrated correctly. 
Refer to TIME SYMMETRY PROBLEM. 



2. Nonlinear or distorted 



If the edge of the triangle is nonlinear at all frequency 
ranges, troubleshoot the VCG current source circuit 
(table 6-8). 

Check for defective Q15 and CR7 to CR11. If the peak 
of the triangle is distorted, check for defective range capa- 
citators C22 to C31. 



3. Defective sine converter 



Check for defective CR47 to CR61. 



4. Defective X-Y multiplier 
circuit. 



Check for defective U18, Q52 and Q53. 
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Table 6-1. Troubleshooting (Continued) 



Problem 


Definition 


Possible Cause/Correction 


6. Sine distortion out of 


Usually square wave will show 


Check preamplifier Q54 - 063, or power amplifier Q42 - 051. 


specification at fre- 
quencies above 100 
kHz. 


up distorted or with slow rise/ 
fall times. 


Check for defective capacitors in the circuit. 


7. Transition time 
problem. 




Check transition time circuit, Ql - 06, on sweep board. 


8. No TTL and ffl 
output. 




Check for defective U3, 02 1 - 023, on sweep board. 


9. Excess of waveform 


1 . Excess rolloff shown at emit- 


Check for defective C126, C127, C133, C135, C145 and other 


rolloff at high fre- 
quency 


ter of 063. 

2. Only sine waveform rolloff 
excess. 

3. Otherwise. 


frequency compensation components in this area, by connect- 
ing a capacitor in parallel with each capacitor. 

C86 is open or C88 has wrong value on main board. 

Check for defective capacitor in the power amplifier. 


10. Drooping on square 
wave ( 1 j not 
square) 




Check for defective Cl 26 or Cl 27 on main board. 


11. Nonlinear triangle 


1. Occurs at only one frequency 


Check for defective timing capacitors C22 - C31 of the associ- 


waveform 


range. 

2. Occurs at all frequencies and 
gets worse at bottom of fre- 
quency dial. 


ated range. 

Check for defective 015 and CR7 - CR1 1. 



TIME SYMMETRY PROBLEM 



Waveform time 


1 . All frequencies. 


Usually due to the malfunctioning of the VCG current source 


symmetry is off 




circuit, U3 - U7, on main board. Check for leakage current at 


and cannot be 




gate of 02 - 05, 07, 09 and 01 1 . check for excess source 


calibrated to with- 




current at input of U3 - U7. 


in specifications 


2. Frequency ranges X 10 and 


Capacitance multiplier is malfunctioning. Check for defective 




and below. 


U13 - U14 on main circuit board. 



FREQUENCY ACCURACY PROBLEM 



Frequency out of 
specification 


1. Out of specification at all 
ranges. 


Mismatched dial and potentiometer (R1). Ensure that the 
number on the back of the dial matches the number on the 
potentiometer. 






Check for defective components in the VCG current source, 
U1 - U7 and 02 - 012 on main board. 




2. Out of specification at 
X 10K range and up. 


Check for defective components C35, C36, C39, C42 - C48, 
C53, C68, R97 - R99, R109, R116and R137 - R139 on the 
main board. 
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Table 6-1. Troubleshooting (Continued) 



Problem 


Definition 


Possible Cause/Correction 




3. Out of specification at 
X .001 Hz to X 10M. 

4. Frequency problem when 
LOG is selected. 


Check for defective U13 - U14and R185, R189- R195on 
main board. 

Check for defective U2 and 01 on main board. 


GENERATOR MODE PROBLEM 




1 . Generator cannot be 
triggered or gated 

2, Triggered or gated 
mode ok, but no 
triggered haver- 
waveform 


1 . T rigger sweep mode is ok. 

2. Trigger sweep mode is not 
operating. 


Check for defective 030 - 033, U15, CR2 and the associated 
circuitry on main board. Troubleshoot using figure 6-1. 

Check for defective Q26, Q27 and the associated circuitry on 
main board. 

Check for defective SW2-B, CR42 and R 178 on main board. 


3. No frequency sweep 


1. No sweep signal at SWEEP 


Sweep circuit is malfunctioning. Check for defective U1, U2, 




OUT. 

2. SWEEP OUT is normal. 


U6, Oil - 017 on sweep board. 

Check for loose wire connection between sweep board and 
main board. 

Check for defective SW2-A on main board or R66 on sweep 
board. 



SWEEP CIRCUIT PROBLEM (Unless otherwise specified, components referred to are on the sweep board) 



1. No signal at SWEEP 


1 . Sweep signal is seen at pin 6 


Check for defective U2, CR28 and CR29. 


OUT 


of U1. 






2. No sweep signal is seen at 


Refer to table 6-10. 




pin 6 of U1 . 




2. Sweep signal runs 


Sweep mode control logic 


Check for defective CR53 - CR60 and SW3-B. 


continuously at 


problem. 




TRIG SWP and 






SWP HOLD 






3. TRIG SWP and SWP 


1. Manual trigger switch has no 


Check for defective MAN TRIG switch and U9 on main board. 


HOLD are not oper- 


effect. 




ating 








2. Cannot be triggered by MAN 


Check for defective Q26 and Q27 on main board and Q26 and 




TRIG or external signal at 


CR55 - CR60 on sweep board. 




TRIGIN. 

i i 


i 
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05 

05 



Test Point 


Mode 


TRIG IN 

Pin 13, 15 of U10 
Pin 15 of U12 
Pin9ofU15 
Pin15ofU15 
Collector of Q33 

Junction of CR3 and CR6 
Junction of CR4 and CRB 
Emitter of Q19 


Continuous 


Triggered 


Gated 


Gated Haversine 










ECL 1 




1 

1 


1 

1 

1 




I 






ECL 

ECL J 1 1 1 1 1 \ 1 r 

ECL 


1 

1 


1 

1 




.. n n n 










u 

n 






t- 2 5V 






0 

-1.25 V 
+ 1 .25 V 

-1.25V N/ \/ 1 N/ 


1 1 












— 







Figure 6-1. Generator Mode Timing Diagram 




Table 6-2. Power Amplifier Troubleshooting Guide 



Test Point 


Observation 


Junction R279 and R281. 


Power amplifier output: 0 to 30 Vp-p signal. 


Junction C92 and C93 


Summing juction: 0 V with less than 2 Vac transient. 


Emitter of Q63 


Preamp output: 0 to 4 Vp-p signal, inverted from power amplifier output 


Q40-Q43 


Dc biasing circuit for power amplifier. 


Base of Q44 and emitter of 


+19 Vdc. 


Q45 




Base of Q48 and emitter of 


-20 Vdc. 


Q49 




Q46 and Q47 


Slow rise time if one of the transistors is open 


Q50 and Q51 


Slow fall time if one of the transistors is open 


C92,C93,C96-C99,C109, 


These components affect the power amplifier frequency response the most. 


Clio, R266-R268 and 




R284-R286 





Table 6-3. AM and Preamp Troubleshooting Guide 



! est Point 


Observation 


Emitter of Q63 


Preamp output: 0 — 3 Vp-p signal. 


Q57-Q60 


Dc bias circuit for the preamp. 


Junction of Cl 32 and Cl 36 


Summing junction, +1.8 Vdc typically. 


Emitter of Q61 


+5.5 Vdc. 


Emitter of Q62 


-5.5 Vdc. 


C132-C137,C139-C140 
and R351 


Frequency compensation components. 


U18 


AM modulator. 


Pins 6 and 12 of U18 


AM current output. Out of phase with each other. 


Q54-Q56 


Current mirror circuit: sums current from pin 12 to pin 6. 


C126 and C127 


Excess drooping of square wave if defective. 


Pins 2 and 3 of U18 


Differential signal input: —4.5 Vdc level. 


Pin 10 of U1S 


Amplitude control input: ± 200 mV. 


U16and U17 


Amplitude control amplifiers. 



Table 6-4. Waveform Switching Troubleshooting Guide 



Test Point 


Observation 


Q38 and Q39 


\/ amplifier and switch. 


Q36 and Q37 


amplifier and switch. 


Q34 and Q35 


Tj , 1 n , LI 1 amplifier and switch 


Junction of CR43 and CR45 


+ 1.5 vTj approximately 


Junction of CR44 and CR46 


±0.5 V^ . 


Base of Q37 


± 1 .25 V . 


Base of Q38 


+ 0.4 V ^ approximately. 


CR47-CR61 


Sine converter diodes. Matched set. 
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Table 6-5. Triangle Amplifier Troubleshooting Guide 



Test Point 


Observation 


Base of Q1 5 


± 1 .25 V (input). 


Emitter of Q19 


± 1 .25 V (output). 


Base of Q16 


-9 Vdc 


R86 


For amplifier offset calibration. 


Q15and Q17 


Matched for ^GS. Q1 7 sets the bias current for Q1 5. 


Q18 and Q19 


Matched for ''^BE. Excess offset between input and output of the amplifier may 
be due to defective or mismatched Q15 and Q17, or Q18 and Q19. 



Table 6-6. Hysteresis Switch Troubleshooting Guide 



Test Point 


Observation 


Junction of R101 and R136 


± 1 .25 V ^/ . 


Pint 1 of U8 


Negative peak detector input. 


Pin 4 of U8 


Positive oeak detector input 


Base of Q23 and Q24 


-1-6 Vdc with 1 .4 V Hj . 


Q23 


Q23 on (collector -t- 2V) when \ going positive. Off (collector — 2.5V) when 
'V going negative. 


Q24 


On/off cycle inverts from Q23. 


Emitter of Q22 


±2.2 y ^ . 


Emitter of Q21 


2.5VP-P . 


Pin 3 and 9 of U8 


-3 Vdc. 


C70 and C42-C44 


Negative peak compensation. 


C45-C48 


Positive peak compensation. 


C71,C68, C70and C48 


Compensation for frequency above 10 MHz. 



Table 6-7. Capacitance Multiplier Troubleshooting Guide 



TesTPomt 
Capacitance multiplier 



Gbservatioh 

Used only at frequency ranges X.001 to X10, 



Junction of R195 and C80 



Pin 6 of U13 



Pin 6 of U14 (Dial at 5) 



Pin 6 of U14 (Varies with 
Frequency) 



+1.25V 

-1.25V 

+7.5V 

-7.5V 

+3.75V 

-3.75V 

+3.75V 

-3.75V 
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Table 6-8. Current Source Troubleshooting Guide 



Test Point 


Observation 


Pin 6 of U1 


0 to —5.6 V. Varies with frequency. 


Pin 6 of U3 


0 to +5.6 V. 


Gate of Q2 


+12 V (Q2 is on) except when ramp waveform ( ) is selected; then voltage is 
OV {Q2 is off). 


Pin 2 of U4 


0 to 5.6 V. Varies with frequency. 


Pins 2 and 3 of U6 


+12 to 7.3 V. 


Emitter of Q8 


Approximately 4 V below emitter of Q6. 


Pin 6 of U4 


Voltage equal or greater than voltage at Pin 3 of U6. 


Pin 6 of U6 


Voltage equal or greater than voltage at S of Q5. 


Pin 2 of U5 


0 V. 


Pin 2 and 3 of U7 


-12 Vto -6.4 V. 


Emitter of QIO 


Approximately 4 V above emitter of Q12. 


U2 and Q1 


Log converter. Used in log frequency only. 


Emitter of Q24 


+7.5 Vdc. 


Base of Q13 


± 1 .2V pulse. 


Pins 9 and 13 of U6 


OV in CONT SWP. 


Q26 


Trigger sweep control input buffer amplifier. 


CR53-CR60 


Sweep mode control logic. 



Table 6-9. Transition Time Troubleshooting Guide 
Note: AU components are on the sweep board 



Test Point 


Observation 


Junctions of Cl and C2, Cl 1 
and C12 


Square wave (ECL level) input to the transition time generator. 


Q1 and Q4 


Leading edge current switch. 


Q2 and Q5 


Trailing edge current switch. 


CR3-CR6 


Peak level clamp. 


Q7-Q10 


Unity gain amplifier. Output (emitter of Q9) is ± 1 .2 V pulse. 



Table 6-10. Sweep Circuit Troubleshooting Guide 

Note: Unless otherwise noted, the sweep generator is set to CONT SWP and SWEEP TIME to 10 ms. AH components are 
on the sweep board. 



Test Point 


Observation 


Base of Q1 1 


+6 Vdc. 


Emitter of 014 


+6 Vdc. 


Pins 3 and 6 of U1 


—0.2 to +5.5 V ramp. 


Pin 3 of U2 


0 to +5 V ramp. 


012 and 013 


012 is off and 013 Is on dnrinn ramo no t'mp 012 is on and 013 is off iA/har. ramn 

resets. 


015 


Reset current is discharged through the collector-base junction of 015. 


016 and 01 7 


In TRIG SWP mode, 016 and 017 hold the quiescent voltage of the ramp at pin 3 of U1 t 
—200 mV, which ensures CR29 is reverse biased and output at U2 is OV. 


P 2 of U6 


0 V peak detector input. 


Pin 6 of U6 


+5V peak detector input. 
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SECTION ■ 
PARTS AND SCHEMATICS 



7.1 DRAWINGS 

The following assembly drawings, parts lists and schematics 
are in the arrangement shown below. 

7.2 ORDERING PARTS 

When ordering spare parts, please specify part number, 
circuit reference, board, serial number of unit and the 
function performed. 



7.3 ADDENDA 

Under Wavetek's product improvement program, the latest 
electronic designs and circuits are incorporated into each 
Wavetek instrument as quickly as development and testing 
permit. Because of the time needed to compose and print 
instruction manuals, it is not always possible to include the 
most recent changes in the initial printing. Whenever this 
occurs, addendum pages are prepared to summarize the 
changes made and are inserted immediately inside the cover. 



Drawing 


Drawing No. 


Instrument Schematic 


0004-00-0128 


Chassis Assembly 


0102-00-0649 


Chassis Parts List 


1101-00-0649 


Main Board Schematic 


0103-00-0628 


Main Board Assembly 


0101-00-0628 


Main Board Parts List 


1100-00-0628 


Main Board Switch Assemblies 


1202-00-0041 


Shield Board Assembly 


0101-00-0684 


Shield Board Parts List 


1100-00-0684 



Drawing 


Drawing No. 


Sweep and Transit Time 
Board Schematic 


0103-00-0629 


Sweep and Transit Time 
Board Assembly 


0101-00-0629 


Sweep and Transit Time 
Board Parts List 


1100-00-0629 


Sweep and Transit Time 
Board Switch Assemblies 


1202-00-0042 


Power Supply Schematic 


0103-00-0645 


Power Supply Assembly 


0101-00-0645 
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PREAMPLIFIER 




REMOVE ALL BURRS | 
AND BREAK SHARP EDGES 



WSVetek 



TITLE 

AS 3 EK\ 6 t-V 
MAIN &OARO 




CODE O 0 O *3 O 

lOENT ZJJJO 



SHEET I Of 8 











TO SWEEP TP A NS T/ME l 



COLOP 

mn^EL 

vhv^/k) 

mT/BLU 

mT/GRN 

mf/QRY 

WHT/ORN 

mr/BLiL 



mr/BPN 



LENGTH 

7.5" 



rPOM TOLL 

£37— P2-4 
£40 — P2-7 
£39 — P2-(o 
£38 — K-5 
E4\ — P2-8 
E3(= — P2-3 
£42 — P2-9 





FPOV! TO A LENGTH 
£28 — PI-3 4.5" 

£27 — PI-1 
£29 — Pi-4 I8SA 
£34 — PI -9 
£30 — PI -3 ISG4. 

£33 — PIS 
£3/ —PI -2 
£32 —PI-7 4-5" 



JO SWEEP TPANS TIME BD. 



DETAIL "A" 

TRANSISTOR HEATSINK HARDWARE 
STACK- UP 




NO. <2>-3Z NUT WITH 
SPLIT LOCK WASHER 
(2 PER HEATSINK) 



i iliili 
i!!!!! 



an 




VIO E4S 
(2.5") 



^ j!ll 

nil 

/III 

J! 

£2'^-^ 



SEE DETAIL ‘/ 4 " 
‘ FOE ASSEMBLY 






FED £45 (2.3") 

ORN £44 (3") 
BPNE4C (2") 

r- ORN £49 (2") 
/ j-PED E48(25")i 
I I E47 
K rf/f (3") 



YEL £50 (2") 

^ RED £52 (2") 

/ y-ORH£5i (21 



ASSY. PROCEDURE: 

L INSTALL TULIPHEATSINK ON 
TPANSISTCPS IN BOARD. 

2. APPLY THERMAL COM POUND. 
PLACE LARGE HEATSINK ON 
TOP OF TRANSISTORS. 

5 . INSTALL HARDWARE 



— ORN E5G (2“) 

— BUSS ESS 
(INSULATED) 



APPLY THERMAL COMPOUND 
SPARINGLY THIS AREA 






REF. HEATSINK 



frN;2800-/l- OOJE (REF.) 



REF. TRANSISTOR 



ATTACH TWISTED \ 
/3", Pi, £A., WHITE — ^ 
W/PES TO LAMP, 
COYER WITH SHRINK 
SLEEVING THIS END. 




REF. PC. BD. 



SWl 






3W4 3VJ3 SWS 



W^Vetek 



iL MCL£X CONN (PCj GOES TO SWEEP SPANS TIME BD. 

/\ MOLE.)L roNN.(pf) GOES TO POWEfP SUPPLY BD. 



TOLERANCE UNLESS 
OTHERWISE SPECIFIED 
XXX vOlO ANGLES *1 
XX • 030 

DO NOT SCALE DWG 



NOTE UNLESS OTHERWISE SPECIFIED 



ASSFMBl Y 

MAIN BOARD 

.NO. DWG NO. REV 

/66 OIOI-(XhO(pZ8 



8 



6 



5 



3 



2 












8 



BY I DATE I APP 



B 



THtS DOCUMENT CONTAINS PROPRIETARY INFOR- 
MATION AND DESIGN RIGHTS BELONGING TO 
WAVETEK AND MAY NOT BE REPRODUCED FOR ANY 
REASON EXCEPT CALIBRATION, OPERATION, AND 
MAINTENANCE WITHOUT WRITTEN AUTHORIZATION. 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


ORIG-MFGR-PART-NO 


mfgr 


wAVETEK NO, 


QTV/PT 


NONE 


ASSY OPWG MAIN 


0101-00-0628 


hvTK 


0101-00-06JB 


1 


NONE 


SCHEMATIC MAIN 


0105-00-0628 


wv TK 


01 0?-00-06?8 


1 


none 


ASSY SWITCHES 

mainboard 


166-OOai 


HVTK 


1202-00-00A1 


1 


1 2 


HEATSINK, mod 
FROM;2800-1 I -001 1 


1 aOO-00-8879 


WV TK 


1400-00-8879 


i 


Cl 5S Ciai C63 C97 


CAP,CER,SPF, IKV 


DD-OSO 


CRL 


1500-00-5011 


u 


C135 CSS C59 C71 


C AP,CER, 1 OPF, IKV 


00-100 


CRL 


lSOO-01-001 1 


“ 


Cia9 


CAP.CER, lOOPF, IKV 


DD-101 LONG LEAD 


CPL 


1500-01-0101 


1 


C52 C36 CS C7S 


CAP,CER, 1 OOPF, IKV 


00-101 


CRL 


1500-01-011 1 


4 


cn C119 ci?o ciaj 

CIU Clil? C7? C79 


CAP,CER# .OOIMF, IKV 


DD-1 02 


ARCO 


1500-01-021 1 


8 


Cl OU C 1 07 Cl 08 c n s 
Cl 18 C12 C12S Cl 28 
C129 C13 C132 C136 
Cl 37 Cl 58 Cl 39 C 1«3 


CAP,CEW, .01MF,50V 


CK-l 0? 


CRL 


1500-01-0J10 


42 


C18 C19 C2 C20 C21 

C38 cao c«9 csi csa 

C65 C69 C75 C77 C80 

C82 C83 C8a C90 C91 

C92 C95 












CIO ClOO ClOl C103 
cm C112 C115 C117 


CAP,CER, . IMF, 50V 


CK-1 oa 


CRL 


lSOO-01-0410 


10 





VviAVETEK 

FARTS LIST 



reference: DESIGNAruKS 



PART OESCRIPTIOM 



0R1G*YFGR*PAPr*Nf(J 



aAvETEk no. 



CIS CR5 

C106 C12? C12« ClSl 
C! C50 C57 CU CUl CSO 
CSS C56 CSR C60 
C66 C67 C76 C78 C8 
C87 C9 

C6a C66 caa 
C!S0 



CiaO CU? C«7 Cbl C68 
cei C8S C89 

Cl c 1 09 cn 0 C 1 ?1 CS2 
C7 C96 C99 

ca^ C^b C6 

CSS 

caa cas 
Cl as 
c J?b 

Cl?7 

css 

C27T 

C?6 



CflP^CE»,,lMF,?0V 



CftPiCER, 1SPP» IKV 
CfiP,CtP» 1 I IKV 
C4P,CER»2?PF, IKV 

CaP,CER,2^0PF,lKV 

CAP, CER, S5PF , IKV 
CAP, CER, SSOPF , 1 KV 
CAP,CER,S6PF, IKY 
CAP,CEK,baPF, IKV 
CAP, MICA, 100PF,SnOV 
CAP, MICA, 1?0PF,S00V 
CAP, MICA, ISPF,S00V 
CAP, mica, ? 0PF,S00v 
CAP, MICA, a?0PF , 500V 



DD-1 SO 
1 OTCC-VIS 
DO-??0 

DD-?21 

DD-550 

DD-SSl 

DD-SbO 

D0-6P0 

DM15-101J 

0MIS-1?1J 

DMIS-ISOJ 

DM1 s-?O0J 

DM1S-e?IF 



APCO 

S°RAG 

ARCQ 

ARCO 

ARCO 

ARCO 

ARCO 

CWL 

ARCO 

ARCO 

ARCO 

ARCO 

ARCO 



VAvetek 

RARTS LIST 



TITLE 

pca,main so 



ISOO- 

1500- 

ISOO- 

ISOO- 

ISOO- 

ISOO- 

ISOO- 

1 soo- 

1 500- 



ASSEMBLY NO. 

1 1 00-00«06?8 



NOTE: UNLESS OTHERWISE SPECIFIED 



K BISHOP GPAnilCS/ACCUPfICSS 



1 1 500-0 1 -Oa 1 3 



1S00-0 1-50U 
1500-01-SS07 

isoo-o?-?oi I 

lS00-0?-?ll 1 



03-3011 
03-511 1 

05- 6001 

06- 0001 
1 1-0100 
1 1-?1 00 
11-SOOO 
1 ?-0000 
1 8-?l 01 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


ORIG-MFGR-PART-NO 


MFGR 


WAVETEK NO. 


QTY/PT 


C?5T C?8 


CAP, MICA, 91PF, 500V 


DM15-910J 


ARCO 


1500-19-1000 


2 


CS7 C56 


CAP, ELECT, IOOMF, 16V 


500D107G016DC7 


sprag 


1500-31-0101 


2 


C102 C114 


CAP, ELECT, SOMF, 50V 


500D506G050DD7 


SPRAG 


1500-35-0003 


2 


C7A 


CAP,MYLR, 2MF, 200V 


2MFW205K 


AMRAD 


1500-A2-050U 


1 


C24 


VARI,7-i5PF,250V 


7S-TRIKO-02 7/35 PF 


TRIKO 


1500-55-5000 


1 


Cl 6 


CAP,TANT,?2MF, 15V 


196D226X9015KA1 


SPRAG 


1500-72-2601 


1 


CIOS C116 


CAP,TANT,5.6MF,5SV 


1500S65X903562 


SPRAG 


1500-75-6502 


2 




CAP SET,POLYC 
MIXED matched set 


100-501-101 


WVTK 


1 509-80-0008 


1 


C29 


CAP, POLYC, IMF, lOOV 
PART OF 1509-80-0008 

QTY c n 










C30 


CAP, POLYC, .IMF, lOOV 
PART OF 1509-80-0008 
QTYtn 










C31 


cap,polyc,.oimf,ioov 

PART OF 1509-60-0000 
QTYtn 










NONE 


MAIN 6D 


1 700-00-0628 


WVTK 


1 700-00-0628 


1 


NONE 


C0NN,9PIN 


09-5C-7091 


MOLEX 


2100-02-0051 


2 


JIB J19 J20 J21 


CONN 


PR-l’-PO?? 


MOLEX 


2100-02-0061 


4 



VAvetek 

PMUS LIST 



TITLE 

PCA,M4IN 60 



ASSEMBLY NO. 
1100-00-0628 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


ORIG-MFGR-PART-NO 


MFGR 


WAVETEK NO, 


QTY/PT 


R334 R50 


POT, TRIM, lOK 


91 ARl OK 




BECK 


4600-01-0515 


2 


RIS R16 R17 Rie R550 
R34 R4 RS9 


POT, TRIM, lOOK 


91AR100K 


BECK 


4600-01-0402 


8 


R254 R266 R285 R3S1 


POT, TRIM, 20 


91AR20 




BECK 


4600-02-0000 


4 


R86 


POT, TRIM, 200 


91 AR200 


BECK 


4600-02-0101 


1 


Rise 


POT, TRIM, 20K 


91 AH20K 




BECK 


4600-02-0301 


1 


R103 R142 RISO R198 
R203 


POT, TRIM, 500 


91AR500 


BECK 


4600-05-0104 


5 


R20 


POT, TRIM, SK 


91AR5K 




BECK 


4600-05-0205 


1 


: R253 


POT, SWITCH, lOK 


GH-1B79 


CTS 


4602-01-0300 


1 


R26? R265 R278 R279 
: R280 R281 R288 R289 


RES,C, l/2rt#5X, 10 


RC20GF- 


1 00 


STKPL 


A700-25-0100 


8 


R193 


RES,C, 1/2W, 1 OX, 150 


RC20GF- 


151 


STKPL 


4700-25-1500 


1 


; R7 


RES,C, 1/2W,SX, 1 ,6M 


RC20GF- 


165 


STKPL 


4700-2S-1604 


1 


RI29 W145 RI61 R164 
W?56 R?59 R516 R536 
R345 R353 R565 R42 
R73 H7S H76 R89 R96 


RES,MF, 1 /8W, IX, 100 


RN55D-1000F 


TRW 


4701-05-1000 


17 


R1 25 R1 24 HI 55 R24 
R2SS W518 H527 R535 
R559 R549 H552 R70 


RES,MF, 1/ew, IX, IK 


RNSSD-IOOIF 


TRW 


4701-03-1001 


15 

! 


VviNVETEK 
PARTS LIST 


TITLE 

PCA,maIN bo 


ASSEMBLY NO. 

1 100-00-062S 

PAGE! 5 


REV 

F 



REFERENCE OESIGNAIORS 


PART DESCRIPTION 


ORIG-MFGR-PART-NO 


' 

MFGR 


— 
WAVETEK NO, 


OT ^/PT 


NONE 


SPRING SOCKET 


5-331-808-9 


AMP 


2100-03-0057 


2 


NONE 


COAX SOCKET 


2262E 7- 


2 


AMR 


2100-03-0058 


2 


NONE 


CABLE contact 


226266- 


2 


AMP 


21 00-05-OOBO 


2 


NONE 

■ NONE ■ - 




housing, CONN 5-PC'S 


87494-5 




AMP 


2100-05-0042 
2tno=f>5rsi70D9 ■ 


2 










‘ 


NONE 


PIN 


08-5L-01 05 


MQUEX 


2100-05-0025 


16 


NONE 


PINS, CONN 


«766’-2 




AMP 


2100-OS-0030 


5 


NONE 


STANDOFF, SWAGE 
.687 H,.2S0 hex 
4-40, .062 mat 'L 


SS3n-5D-SA 


UNICP 


2800-05-0001 


5 


NONE 


HEAT SINK 


MF-?r7 




WAKE 


2800-11-0001 


2 


NONE 


TRANSIPAD 


1012- N 




METRS 


2800-1 1-0003 


0 


NONE 


HEATSINK 


2606EH5E 


WAKE 


2800-1 1-0012 


6 


NONE 


FERRITE BEAD 


56-590- 


65/5B 


FERRX 


51 00-00-0001 


4 


NONE 


BALUN CORE 


2873000902 


FARIT 


3100-00-0002 


2 


W?40 R46 R47 


POT, TRIM, 100 


91ARI00 


BECK 


U600-01-01 03 


3 


R13 R178 R182 P210 
Hjtll h/^97 W508 R573 
R574 

! 


POT, TRIM, IK 


91APVK 




BECK 


4600-01-0209 


9 

1 


VAvetek 
PARTS L IST 


TITLE 

pca,matnbd 


ASSEMBLY NO. 
1100-00-0626 

PAGE: 4 


REV 

F 



V/nvetek 

PARTS L IST 



TITLE 

pca,main bd 



ASSEMBLY NO. 

1 100-00-0628 



reference designators 


PART DESCRIPTION 


orig-mfgr-part-nu 


MFGR 


wAVETEK NO. 


QTY/PT 


R91 












R187 R2ia R236 R323 


RES,MF , 1 /8w, IX, 1 OK 


RN550-1 On?F 


TRW 


4701-03-1002 


8 


R552 R544 H52 RS7 












R 1 1 0 HI 11 H 153 R1 54 


RES, ME , I /8W, U, 1 0 


RNSSn-l OROF 


TRn 


4701-03-1009 


28 


R165 R166 H195 P196 












R221 R222 R228 R?51 












R267 R269 K275 R277 
























R50 H517 W551 R555 












R56 R91 W82 R90 












R] 94 


RES,mf , 1 /0«, IX, 1 , IK 


RN55D-1 1 OIF 


TRW 


4701-03-1101 


1 


R291 


RE3, MF, 1 /8w, IX, 12. IK 


RN55D-1212F 


TRW 


4701-03-1212 


1 


R205 H208 H368 P369 


RES,MF, 1/8W, IX, ] 24 


RN55D-] 240F 


TRW 


4701-03-1240 


4 


R22T 


RES,MF, 1/8W, IX, 12. 4K 


RNS5D-1 24?F 


TRW 


4701-03-124? 


1 


R2«4 


RES,MF , 1 /8W, IX, 1 40 


RN55D- 1 400F 


TRW 


4701-03-1400 


1 


R151 R22« R235 R242 


RES,MF , 1 /6W, 1 X, 150 


RN55D-1500F 


TRW 


4701-03-1500 


6 


R520 H557 R570 R71 












R1 18 R132 R15a R176 


RES,mf , 1 /8W, U, 1 ,5K 


RN55D-1501F 


TRW 


4701-03-1501 


10 


R265 W27? R275 R58 












R77 R80 












R180 H8 


RES.MF, 1/8W, IX, 15K 


PNG5D-1502F 


TRW 


4701-03-1502 


2 


R102 H107 R159 R140 


RES,MF, 1/8W, IX, 15 


RN55D-15H0F 


TRW 


4701-05-1509 


14 


R152 R266 R254 R541 













B 



RELEASE APPROV 



Tolerance unless 

OTHERWISE SPECIFIED 
XXX ' 010 ANGLES M 
■ XX i.030 



DO NOT SCALE DWG 



\\4 ivetek 



I DIEGO • CALIFORNIA | 



A 



hAlH BOARD 



VOOF.L NO 



!4(i 



^ REOBOEP NO. A-389A 



CODE 



23338 



1100-00-0628 



-p 






8 













DATE 



8 



7 



6 



5 



THIS DOCUMENT CONTAINS PROPRIETARY INFOR- 
MATION AND DESIGN RIGHTS BELONGING TO 
WAVETEK AND MAY NOT BE REPRODUCED FOR ANY 
REASON EXCEPT CALIBRATION, OPERATION, AND 
NIAINTENANCE WITHOUT WRITTEN AUTHORIZATION. 






4 



3 



2 




ECN 



BY 



APP 



REFEKENCt DESIGN4TURS 


PART DESCRIPTION 


ORIG-MFGR-PART-NO 


MFGR 


WAVETEK NO. 


QTT/PT 


R350 R74 R76 R87 R95 
R97 














R32 R44 


RES, HE , 1/8W, n. 1 .62H 


RN55D-16E1F 


TRW 


9701-01-1621 


2 


R??7 


RES,MF, l/8rt, U, 165 


RN5SD-1650F 


TRW 


9701-01-1650 


1 


R109 R138 R217 9334 
R83 R98 


RES,MF, 1/8W, U,200 


RN550-?OOOF 


TRW 


9701-01-2000 


6 


R177 R179 R183 R215 
R237 K29 R511 R312 
R526 R528 R329 R358 
R51 R55 R55 R62 R69 


RES,MF, 1/8W, !%,2K 


PN59D-2001F 


TRW 


47Q1-03-20Q1 


17 


R200 R223 R229 R306 


RES,MF , 1 /8W, 1%, 21 .5 


RN550-J1R5F 


TRW 


9701-01-2159 


4 


R298T 


RES,MF, 1/8W, U,2,21K 


RN55D-E?! IF 


TRW 


9701-01-2211 


1 


R271 


RES,MF, 1/SW, U,25.7K 


RM5SD-E17PF 


TRW 


9701-01-2172 


1 


R201 H206T K246 R2S0 
R251 H303 R504 


RES,MF, 1/8W, U,?49 


RN55D-2490F 


TRW 


4701-03-2490 


7 


R1 22 W158 W164 R199 
R216T R238T R249 R25 
R295 H322 K525 R33 
R566 R37 R38 R61 R65 
R66 


RES,mF, 1/8W, IX, 2,49K 


RN5SD-2«91F 


TRW 


4701-03-2491 


18 


R49 


RES,I«’F, 1/SW, U.24.9K 


RN55D-2492F 


TRW 


9701-01-2992 


1 


R302 


RES , WF , 1 /8w , ?49K 


RN550-2493F 


TRW 


4701-03-2493 


1 


R104 RlUl R202 


RES,MF, 1/8W, 1X,2,74K 


RN55D-2741F 


TRW 


4701-03-2741 


3 


VAvetek 
PMOS LIST 


i 

TITLE 

PCAfMAIN BD 


ASSEMBLY NO. 
U0O-00-06J8 

PAGE! 7 


REV 

F 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


ORIG-MFGR-PART-NO 


MFGR 


WAVETEK NO^ 


QTY/PT 


R116 R128 R151 R133 
RiaU R148 R162 Ri63 
RI69 R170 R171 R174 
R197 R23 R245 R247 
R258 R270 R315 R48 
R94 


RES,R!F,1/8,1X,499 


RN55D-9990F 


TRW 


4701-03-4990 


21 


RIO R147 R155 R156 
R160 R21 R26 R294 
R299 R300 R324 R39 
R40 H41 R5 R64 R67 
R68 R79 


RES,MF, 1/8W, 1X,4.99K 


RN550-4991F 


TRW 


9701-01-9991 


19 


Rll R19 


RES, IX, 49.9k 


RN55D-4993F 


TRW 


4701 -03-4992 


2 


R219 R252 R274 R85 
R92 


RES.MF, l/8«, 1X.51 .1 


RN550-51R1F 


TRW 


4701-05-5119 


5 


R354 R555 


R£S,MF, 1/0H, 1X,56.2 


RNS50-56R2F 


TRW 


9701-01-5629 


2 


R120 R121 R276 


RES,MF,1/8H,1X,576 


RN55D-5760F 


TRW 


9701-01-5760 


j 


R27 R340 


RES,mF,1/8W,]X,619 


RN55D-6190F 


TRW 


9701-01-6190 


2 


R6 


RES,mf,1/8»,1X,6.19K 


RN55D-6191F 


TRW 


9701-01-6191 


1 


R106 R112 Rill R115 
R125 R126 R166 R167 
R168 R196 K72 


RES,MF, 1/8W, 1X.750 


RN55D-7500F 


TRW 


9701-01-7500 


11 


R12 R293 R314 R548 


RES,mf,1/8w,1X,7.5K 


RN55D-7501F 


TRW 


9701-01-7501 


4 


R105 R211 R91 




R£S,MF,1/8h,1X,82S 


RN55D-8250F 


TRW 


4701-03-8250 


3 


V^iWETEK 
RARTS LIST 




TITLE 

PCA,MAIN BO 

1 


ASSEMBLY NO- 
1100-00-0628 

PAGE: 9 




REV j 

F ! 

( 

1 



REFERENCE. DESIGNATORS 



PART DESCRIPTION 



orig-mfgr-part-no 



wawftfk nh 



CRIO CRll CR20 CR21 
CR2P CR30 CR59 ZfiUl 
CRaa CRUS CHUb CR54 
CR5S CR56 CR6 CR7 
CR70 CR0 CR9 

CRl CR12 CR13 CRia 
CRiS CR16 CR2 CR22 
CR23 CR2U CR25 CR26 
CR27 CR28 CR3 CR31 
CR32 CR33 CR5U CR3S 
CR56 CR37 CK38 CRU 
CRUO CRUl CR42 CR5 
CR52 CR53 CR63 CR64 
CR65 CR66 CR67 CR68 
CR69 CR71 CK72 CR73 
CR75 CR76 CR78 

CR18 CR19 

CR47 CR46 CR49 CR50 
CR51 CR57 CRS8 CR59 
CR60 CR61 

Q4l 

QIO 016 Q21 Q4U Q62 

I Q]4 Q20 Q2B Q29 Q3b 

I 037 QS4 QS5 Q6 Q8 

i 

012 Q13 Q26 Q27 Q30 

031 QS2 QS3 0S7 058 



DIODE SET, 5082-2811 
QTYsl0:4809-02-?811 



TRANS 

TRANS 

TRANS 



TRANS 



5082-281 1 
4898-00-0015 

2N??19A 

2N3563 

2N3640 

2N3646 



NSC 

FAIR 

FAIR 

NSC 



4807-02-0777 



4807-02-6666 



4809-02-281 1 
4898-00-0015 

4901-02-2191 

4901-03-5630 

4901-05-6400 

4901-03-6460 



VvAvetek 

RAFOS LIST 



TITLE 

pca,main bd 



ASSEMBLY NO. 
1100-00-0628 



D 



C 




REFERENCE DESIGNATORS 


PART OfSCRIPTION 


ORIG-MFGR-PART-Nn 


MFGR 


WAVETEK NO. 


QTY/PT 


R181 I 


R£S,t^F , 1/8W, 1 X, 27,4 k 


RN55D-2743F 


TRW 


9701-01-2792 


j 

1 


R305 R307 R521 


RES.MF, 1/8W, IX, 101 


RN550-1010F 


TRW 


9701-01-1010 


5 


R243 K542 W93 


R£S,MF,1/0W,1X,5.O1K 


RN55D-101 IF 


TRW 


9701-01-1011 


5 


R1 4 


RES,MF,l/8w,lX,10.1K 


RN550-1012F 


TRW 


9701-01-1012 


1 


R35 R60 


RES.MF, 1 /8W, IX, 10 IK 


RN55D-101 IF 


TRW 


9701-01-1011 


2 


R 34 7 


RFSfMF, 1 /8rt, 1 X, 30, 1 


RNS5D-30R1 F 


TRW 


4701-05-3019 


1 


RlOl R108 W136 R157 


R£S,MF, 1/8W, IX, 316 


RN550-3160F 


TRW 


4701-05-3160 


4 


R509 


RES,mf, 1 /8W, IX, 3,1 6K 


RN550-1161F 


TRW 


4701-03-5161 


1 


H?1 1 


WESfMF , 1/8W, IX, 3, 52K 


RN55D-1121F 


TRW 


4701-03-3521 


1 


R1 14 R1 19 R127 R130 
R145 K14b R17? R173 
R175 R2S7 R260 R261 
R264 R287 R290 R310 
R367 R88 


RES,MF , 1/8W, IX, 11.2 


RN55D-33R2F 


TRW 


4701-03-3329 


18 


R204 R207 H2a0 R515 
R364 


R£S,MF, 1/8W, 1X,3.65K 


RN85D-1651F 


TRW 


9701-01-1651 




R220 R230 


HES,MF , 1/ew, IX, 39.2 


RN55D-39R2F 


TRW 


4701-03-3929 


2 


R28 R30I R54 


PES,MF, l/8w, 1X,4.02K 


RN550-9021F 


TRW 


4701-03-4021 


5 


R218 R2il 


RES, MF , 1 /8rt , 1 X, 4?. 2 


RNS50-42R2F 


TRW 


4701-03-4229 


2 


RlOO R2 H225 W232 Ril 


R£S , mF , 1 ,8W , IX , 46 , 4 


RN5SD-46R4F 


TRw 


4701-03-4649 


5 


1 =irsw PCA,maiN 00 
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REFERENCE DESIGNATORS 


PART OFSCRIPTION 


ORIG-MFGR-PART-NO 


MFGR 


WAVETEK NO, 


QTT/PT 


, 

R209 R64 


R£S,MF,I/aw,lX,82*5 


RN55D-82R5F 


TRW 


9701-01-8259 


2 


R1 57 K149 R519 R371 
R99 


RES.MF, 1/8W, IX, 909 


RN55D-9090F 


TRW 


9701-05-9090 


5 


R36 R63 W9 


RES,MF, 1/4W, 1 X, IM 


RN60D-1009F 


TRW 


9701-11-1009 


3 


R556 W357 W350 R55V 
R560 R361 


RES,MF, 1/4W, IX, 532 


RN600-1120F 


TRW 


9701-15-5520 


6 




RES.MF5MIXFO SFT 


1 69-50! 


-AQA 


WVTK 


9789-00-0056 


1 


R185 


R£S,MF , 1 /flw, IX, IK 
PART OF 4789-00-0056 
QTY(l) 












R1 89 


RES,MF, 1/ew, IX, lOK 
PART OF 4789-00-0036 
0TY(1) 












R190 


R£S,mf, 1/8W, IX, lOOK 
PART OF 4789-00-0036 
OTYCl ) 












R191 


RES,MF,1/9w, 1X,1M 
PART OF 9789-00-0016 
OTYin 












R192 


RES,MF, ,6W, IX, lOM 


ML-iei 




CADDO 


4799-00-0003 


1 


CRl 7 CR77 


DIODE 


1N751A 




FAIR 


4801-01-0751 


2 


CR62 CR74 


DIODE, 7FNER 6,2V 


1N821A 




NPC 


9801-01-0821 


2 


VV^WETEK 
RAFfTS LIST 


TITLE 

PC A , M4 I N BD 




ASSEMBLY NO. 
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REV ! 

F 

1 



A 



NOTE UNLESS OTHERWISE SPECIFIED 




7 



o 



5 



f 



4 



REFERENCE DESIGNATORS 
1 


PART DESCRIPTION 


orig-mfgr-part-no 


MFGR 


WAVETEK NO. 


QTY/PT 


046 047 


TRANS 


2N1866 


MOT 


9901-05-8660 


2 


Q58 Q59 


TRANS 


2N9122 


NSC 


9901-09-1220 


2 


QOO 059 Q60 


TRANS 


2N51 19 


FAIR 


9901-05-1590 


1 


050 051 


TRANS 


2N5160 


MOT 


4901-05-1600 


2 


Q5 07 


TRANS 


2N5460 


MOT 


4901-05-4600 


2 


Q5 


TRANS 


2N54&2 


MOT 


U901-05-9620 


1 


on 04 09 


TRANS 


2N5485 


MOT 


4901-05-4850 


3 


Q22 Q23 024 052 Q53 


TRANS 


MPS-L08 


FAIR 


4902-00-0080 


10 


G34 055 048 056 G&l 












02 


TRANS 


SD215DE 


SIG 


4902-00-21 40 


1 


045 


TRANS 


SRF2573 


MOT 


4902-02-5730 


1 


049 U63 


TRANS 


SRF2579 


MOT 


9902-02-5790 


2 


042 043 


TRANS, M/PR, 2N5563 


192-801-52 


WVTK 


4998-00-0004 


1 




QTY!2!9901-01-5650 










015 017 


TRANS, M/PR, 2NSAB5 


192-501-55 


WVTK 


4998-00-0009 


1 




QTYr2!4901-05-4A50 










Q18 Q19 


TRANS, M/PR, MP3-L08 


4998-00-0043 


WVTK 


4998-00-0045 


1 




QTY :2:4902-00-0060 










U1 5 U14 U3 


IC, OP-AMP 


LF556N 


NSC 


7000-03-5600 


3 
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Vto £45 



TYPICAL HARDWARE STACK-UP 



NO. 4-40 PAN HEA D SC REN 
N/rPSPL/r LOCK IvASPEP 




REV 


ECN 1 BY 


date] app 


A 


ECN 1878 lialbyJ’.icii 


12.-13-13. 









5W I :TURM DETEFnIT 

AED E'^OP-TURK "ULL CCW 

ADD WA-EPE 

NOTE. UNLESS OTHERWISE SPECIFIED 





FIXED STOP 




SWl 


swz 


SVJ3 


WIRING DETAIL 


WIRING DETAIL 


WIRING DETAIL 


WA PER A.B,C,D,E,amd F 


WAFERABanoC 4-40x414" 


WAFER A,B,C,and D 


4-40x1 'A" 




4-40X Vs” 


DETENT: EI04- 99 - 0040 


5104- 99-004! 


5-/04- 99- 004-f 



SW5 

WIRING DETAIL 
WAFER A,B,andC 
4- 40 X / '• SEE DETAIL ‘A ' 

EI04-99-0CNJ.I 



B 



REMOVE ALL BURRS 
AND BREAK SHARP EDGES 


DRAWN 

B. COOPER 


DATE 

4-4T8 


Vv^^VETEK s,™o.=o.c. FOP.. 


MATERIAL 


PRO^NGFW p 


Cl:jp 


TITLE 

ASSEMBLY 
MAIN BOARD 
SWITCHES 


RELEASE APPROV 


TOLERANCE UNLESS 
OTHERWISE SPECIFIED 
XXX ‘ 010 ANGLES :T 

XX 1.030 


FINISH 

WAVETEK PROCESS 


DO MOT SCALE DWG 


MODEL NO 

IGG 


DWG NO REV 

/202- 00-004! A 


SCALE 


CODE O *3 Q *> O 

»DENT ZJOOO 


SHEET 2. O' 2. 



8 
















3 



2 
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9 

















DATE 



8 
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2 




ECN 



BY 



APP 



REFERENCE DESIGNATORS 


PART DESCRIPTION 


ORIG-MFGR-PART-NO 


MF GR 


WAVETEK NO, 


QTY/PT 


NONE 


ASSY DRWG TRANS TIME 


0101 -00-06?9 


WVTK 


0101-00-06J9 


1 


NONE 


SCHEMATIC TRANS TIME 


0 1 03-00-06?9 


ttVTK 


0103-00-06?9 


1 


NONE 


ASSY SWITCHES 
SWEEP li TRANS TI^E 


1 66-009? 


ftVT K 


1 ?0?-00-009? 


1 


1 0 


BRACKET 


1 900-00-69?3 


WVTK 


1 9QO-00-69?5 


1 


C?1 


CAP, CE R, 1 OOPF , 1 KV 


00-101 


CRL 


1500-01-011 1 


1 


C?? C?9 C5 C.35 C5b 
C38 C59 C9 C99 C5 Co 
C7 C8 


CAP, CEP, , 01 mf , 50V 


CK-lOi 


CRL 


1500-01-0310 


1 j 


C 1 9 C?« C?9 C90 C50 
C5 1 C5 3 C9 


C AP, CER, .IMF, ?0V 


UK?0-1 09 


CRL 


1500-01-0913 


8 


C5? C55 


CAP, CER, 1 5PF , 1 K V 


DD-lEO 


flpcn 


1500-01-501 1 


? 


C51 C39 C97 C98 


CA9,CFR,??PF, !KV 


DD-??0 


ARCO 


1 500-0?-?0 1 1 


9 


Cl Cl 1 Cl? C? C?5 C5? 


CAP,CE‘R,??0PF, IKV 


0D-??1 


APCQ 


1 500-0?-?! 1 1 


6 


C3n 


r AP . c E R , 3 3PF , 1 K V 


00-170 






' 


C37 


CAP,CER,6aPF, IKV 


DD-6PQ 


CPL 


1500-06-8001 


1 


C?7 


CAP, MICA, 10nOPF,500V 


DM1 9-1 0?F 


ARCO 


1 500-11-0?01 


1 


CIH 


CAP, MICA, 150PF,500V 


DM15-151J 


ARCO 


1500-1 1-5100 


1 


C 1 7 cal 


CAP,“lCA,?OOOPF,50nv 


DMi9-?n?j 


APCO 


1500-1?-0?00 


? 


C 1 0 C?0 C55 


CAP, ELECT, lOOMF, 1 6V 


50 00 1 0 7C-016DC7 


SPRAG 


1500-31-0101 


3 



VviAVETEK 

RARTS LIST 



TITLE 

PCfl.S^sEEP&TRANS TT^E 



ASSEMBLY NO. 

1 1 00-00«06?P 



PEFEWENCE DESIGNATORS 


PART DESCRIPTION 


OPIS-mfgR-PART-NO 


mfgr 


WAVETEK NO. 


OTY/PT 


H51 


POT, TRIM,S00 


91 AP500 


BECK 


0600-05-0104 


1 


NONE 


POT, DUAL, 10K,LOG 


19M596 




A8 


9600-?! -0305 


1 


R106 Rl?9 Rl 35 R?3 H9 
R78 RH7 


RES,wE,1/8W,1X,100 


RN550-100PF 


TRW 


9701-03-1000 


7 


Rl Rl 19 Rla P19 R? 
R?8 RS R67 


RES, ME , 1 /8N, 1%, IK 


RN55D-1 OOIF 


TRW 


4701-05-1001 


8 


Rl 19 Rl?3 Rl?5 Rl?7 
R91 R95 


RES,MF, 1/BW, IX, 1 OK 


PN550-100?F 


TRW 


9701-05-1 00? 


6 


Rl 08 R96 


RES,mf, 1 /8W, IX, lOOK 


RN55D-1003F 


TRW 


4701-05-1003 


? 


»5? R81 «91 


RES,E'F, 1 /8W, n, 1 0 


RN550-10R0F 


TRw 


9701-03-1009 


5 


R 1 50 


RES,MF , 1 /8W, 1*, I?. 1 K 


RN550-1?1?F 


TRW 


4701-05-t?!? 


1 


Rl? R?5 R68 


RES,MF , 1/8W, 1 X, 150 


PN55D-1 500F 


TRw 


9701-05-1500 


5 


Rl 15 Rl?l Rl 39 R90 


RES,f'F , 1 /8W, IX, 1 .5K 


PN550-1501F 


TRW 


9701-03-1501 


4 


P 3Q PF1 


RCQ . MC . 1 /Aw . 1 » . 1 CK 






TDK- 


'■’--'5-'=-? 


- 


Rl 01 R3? R33 R6 


RES,MF, 1/8W, 1 X, 15 


PN53D-15R0F 


TRW 


9701 -03-1509 


9 


R96 


RES,mf , l/8rt, IX, 16? 


RN5 jO-18?0F 


TRw 


9 701 -03-1 e?o 


1 


RIQ? R103 R?9 R53 


ReS,^F, 1/8W, 1X,?00 


RNS30-?000F 


TRW 


470! -05-?000 


9 


R115 R116 R118 Pl?0 
R4ia 


RES,'^F , 1/8W, 1 X,?K 


RN'5^D-?001F 


TRw 


4701-05-?00l 


5 


F j 

VviWETEK 1 r7a",^«eep&trans tire 
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C 



REFfcKFNCE OE S I GN A T QP S 



R^O R65 
R56 R57 RS8 
RUR 

R7? W73 R7ii P75 R76 
R0O RR7 

Rl 1 R1 n R136 R1 7 
R6a 



Rl?? 

RP? 

Ra7 R61 

CRl CP31 CRB 

CRia CR5? CR55 CRi^ 
CRS CRfe 

CRin CRl ) CRl? CR15 
CR15 CRIB CR17 CRIB 
CRIP CR? CR?n CR?1 
CR?? CR?5 CR?0 CR?^> 
CR?6 CR?7 CR?B CR?R 
CR5 CW50 CR3S CR56 
CR37 CR3B CR5P CR« 
CRuo CRul CRy? CRiJi 
CRiiy CRii'S CR«6 CR^7 



Vvi^VETeK 

RARTS LIST 



PfiRT DESCRIPTION 



nPlG*MFGR-PART-NO 



mFGR 



WfiVETEK NO, 



QTV/Pr 



RES» YF, 1 /8W, ns, 61 9 
RES,MF , 1 /8w, ns, 6. I 9K 
RES,N'F , 1 /HW, n,61 ,9 
RES, VF , 1 /8W, IX, 750 



RN550-6 1 90F 
RN55D-6191F 
RN550-61R9F 
PN5SD-7500F 



TRW 

TRW 

TRW 

TRW 



«701 -03*6190 
A701-03-6191 
41701-05-6199 
9701 -03-7500 



RES,MF , 1 /PW, 1 %, 7.5K 
RESpMF, 1 /8W, 1 X, 78. 7 
RESf^'F, 1 /8W, ns,R.?5K 
RES,MF, 1/8W, IX, 909 
RES, WF , 1 /9w, 1 X, IM 
DIODE, 7ENER 6,?V 
DIODE 



RN55D-7501F 

PN55D-7PR7F 

PN55D-8P5I F 

RN55D-9090F 

RM60D-100aF 

1 NS?3fi 

FD-777 



TRW 9701-03-7501 

TRw 41701 -03-7879 



TRW 

TRw 

TPw 

NPC 

FAIR 



9701 -05-8P51 
9701-05-9090 
9701-15-1009 
9fl01-01-08?5 
9807-0?-0777 



DIODE 



FD-6666 



TITLE 

PCfl, SWEEP&TRANS TIMF 



ASSEMBLY NO. 

1 I 00-00-06P9 

PAGE! 5 



9807-0?-6666 




REFERENCE DESIC.NATUHS 


PART DESCRIPTION 


orig-mfgr-part-no 


mfgr 


a'AVETEK nc. 


QTV/PT 


C?5 


CAP,PDLYC, IMF , lOOV 


?10-P1C-105E 


IMR 


1500-91-0509 


1 


C16 C9? 


CAP/MYLP, ,0?mf , 1 OOV 


BA 1 B?03E 


IMR 


1 500-9?-0309 


? 


C15 C'4 5 


CAP,M¥L R, ,?mf, lOOV 


«A 1 Rpoaf 


IMS 


1500-4?-0404 


? 


C?6 


CAP, T ANT , 1 QMF , ?0V 


!500106>90?0e? 


SPRAG 


1 500-7 1 -060 1 


1 


era C44 


CAP,tANT,?.?ME,?5V 


1 960??5X<JP?5hA1 


SPRAG 


1500-7?-?50? 


? 


Cl 3 C9S 


CAP, T ANT, ??MF , 15V 


1R6D??6X5015HA1 


SPRAG 


1500-7?-?601 


? 


C96 


cap,tant,??omf,iov 


1 96D??7X90 1 0 TE 9 


SPRAG 


1 roO-7?-?70 1 


i ■ 


NONF 


SWEEPSTRANS T]vf BO 


1 70 0-n0-06?9 


WVTK 


1 700-00-06?9 


1 


J? 


CONN, 9P IN 


09.60-109] 


MOLEX 


?1 00-0?-005? 


1 


J15 J16 J17 


5 POS HEADER 


87398-3 


AMP 


?1 00-03-0056 


3 


J1 1 J1 3 


SPRING SOCKET 


3-350-808-9 


AMP 


?100-03-0037 


? 


NONE 


COAY SOCKET 


??6?E7-? 


AMP 


?1 00-03-0038 


? 


NONF 


CABLE CONTACT 


??6?86-? 


AMP 


?100-03-0090 


? 


NONE 


TRANSIPAD 


10160 




METRS 


?800-l 1-0009 


1 


FBI 


FERRITE BEAD 


56-590-65/38 


FERRX 


3100-00-0001 


1 


Rl 10 


POT , TRIM, 1 K 


91 API K 




FECK 


96^0-01 -0?09 


1 


R 107 R6? 


POT, TRIM, 1 OOK 


91 ARl noK 

. 


BE CK 


9600-01-090? 


? 


VviWExeK 
RCLRTS L IST 


TITLE 

PCA,SwFEPiiTPANS TImf 


ASSEMBLY NO. 

1 1 00-00-06?9 
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REV 

C 



reference DESIGNATORS 


PART DESCRIPTION 


nPIC.MFGP.piPT.MQ 


mfgr 


WAVE IEk NO. 


QTY/OT 


Rl 3 R?6 


RES,MF, !/*>», IX,?49 


RN550-?990F 


TRW 


4701 -03-?490 


? 


Rl 0 »69 


F-ES,MF , 1/9W, 1X,?.9VK 


PN55D-?991F 


TRw 


470I-03-?491 


3 


R99 


PES, MF , 1 /«w , 1 X, 30 1 


PN550-301 OF 


TRW 


4701-05-3010 


1 


R71 


RES, wF , 1 /8w, IX, 3, 01 K 


RN550-501 IF 


TRW 


4701-05-301 I 


1 


Rl 09 


KES,MF, i /8W, iX,3blK 


RNS'^-30i5F 


TRW 


4761-63-3013 


1 


RlOO R85 R85 P99 


RES,«F,1/0(»,1X,316 


RN5'^-5160F 


TRw 


4701-03-3160 


9 


R93 R9S 


RES,MF , 1 /8w, 1 X, 35? 


RN55in-53?nF 


TRW 


U701-03-33?0 


? 


R50 


RES,MF, 1 /B«, IX, 3.3?K 


RN55»-53?1F 


TRW 


4701-05-33?! 


1 


Rl 3? R15 R16 RIB R?? 
R?9 R?7 R55 R56 R06 
R89 R9 R93 P98 


RES,mf,1/8«»,IX,53.? 


PN59>-33R?F 


TRW 


4701-03-55?9 


19 


R69 


RFS,mF, 1/8W, !X,3,65K 


RN55!3-365I F 


TRW 


4701-05-3651 


1 


R38 


RES,MF , 1 /8W, 1 X, 59? 


RN55b-39?0F 


TRW 


4701-03-59?0 


1 


B37 R7 


ReS,MF,1.8w,lX,96.a 


RN55b-96R9F 


TRW 


4701-03-4649 


? 


R11 ? Rl 1 7 Rl?8 R]?9 
R39 H59 R63 R70 R77 
R79 H9? 


RES,mf ,1/8, IX, 999 


RN55b-9990F 


TRW 


9701-03-9990 


11 


Rl 09 RIOS Rl 31 K1 53 
R55 H60 R8 


RES,mf , 1 /8W, 1 X, 9 , 99K 


RNSBD-aPOl F 


TRW 


41701 -0X.99Q1 


7 


P88 


RES,»'F , 1 /8W, IX, 51 . 1 


RN550-51R1F 


TRW 


4701-03-5119 


1 



ViAvhtek 

pmrs L IST 



ASSEMBLY NO. 
1100-00-06?9 



reference designators 


PART DESCRIPTION 


ORIG-mFGR-PART-NO 


mfgr 


WAVETEK NO. 


QTV/PT 


CR90 CR99 CR50 CR51 
CRS? CR53 CR59 CR55 
CR56 CR57 CR58 CR59 
CR60 CR7 CR9 
















9? Q5 




trams 


?N?369A 


ROT 


4901-0?-3691 


? 


9?1 




TRANS 


?N?90SA 


NSC 


9901-0?-9051 


1 


■■(310 01 9 Qi 5 Q1 7 Q1 6 




fRA^NS 


?N3640 




FAIR " 


4901 -03-6400 


9 


Q?4 Q?5 95 99 
















911 Ql? Q13 Qlb Q19 
Q?0 Q?6 Q6 




TRANS 


?N3646 




NSC 


9901-05-6960 


8 


Q1 D?? 0?5 09 




TRANS 


MPS-L 08 


FAIR 


990?-00-00e0 


4 


0 7 QH 




TRANS, M/PR, pNsaes 
QTY:?!990l-05-985n 


19?-50 


-53 


wVTK 


9998-00-0009 


1 


u? 




IC 


LM 3OIAN 


NSC 


7000-03-0100 


1 


U1 




IC, OP-AMP 


LF356N 




NSC 


7000-03-5600 


1 


U6 




IC 


CA-3059 


RCA 


7000-30-5400 


1 


U9 




IC 


MClOlO? 


MOT 


8001 -0 1-0?00 


1 


U5 




TC 


MC10105 


MOT 


8001-01-0500 


1 


U3 




IC 


MC10116P 


MOT 


8001-01-1600 


1 
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TITLE 
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POTCeEF.) 




WAFER 

(REF.) 



NO. 4-40 X i/z" PAN READ 
SCREW WITH SPLIT LOCK 
WASHER AND NUT {MIN. ) 



DETENT 

{REF.) 




ADDED STOPCPOSmON 
AS REQUIRED) 



INTERNAL TOOTH 

LOCK WASHER (S/s ") 



PANEL NUT (s/8") 



ADDED 

STOP 






FIX ED STOP 



ADDED 

STOP 



TYPICAL HARDWARE ^TACK-UP 



Sh/l 

WIRING DETAIL 




o W o 





-FIXED STOP 



ADDED 

STOP 



SW4 

WIRING DETAIL 



FIXEDSTOP 



0^0 
O p )0 
o W o 
0.^0 



SW2 

WIRING DETAIL 






o D'o 

§o§ 



FIXEDSTOP 



ADDED 

'STOP 



SW5 

WIRING DETAIL 



NOTE: ALL DETENTS SHOWN FROM FRONT VIEW 

IN FULL COUNTER CLOCKWISE POSITION 
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RFFFRFNCE DESIGNATORS 



PART DESCRIPTION 



2ftIG = N'FGR«PART=N0 



ASSY DRHG REAR PANEL 



iN ¥ T K 1 0 1 0 2 - 0 0 - 0 c 



WVTK 11204*00-0020 



wVTK liaOO-00-3700 



STRIP, COMP 
REF:3200-08-0001 



NVTK I1400-00-3735 



»VTK 11400*00*3840 



LABEL, WARNING 



MNTG PLATE, CORCOM 



WVTK 1 1400-00-6<540 



WVTK 1400-00-8132 



CASTING, REAR, MOD 
FROM! 1400-00*3671 



INSULATOR, PWR SWITCH 
REF: 1600-99-0001 



WVTK 1400-00-8140 



%VTK 1400-00-81S9 



WVTK 1400-00-8370 



WVTK 11400-00-9090 



CORCM 2100-03-0026 



SPEEDNUT, rYPE"U" 
SWITCH ASSY PB 



SMITH |2100“04-0025 3 

LITFU 2400-05-0010 1 



TINN 2800-09-000? 



WVTK {5102-00-0005 
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NO. &-3Zx ^/4" PAN HEAD SCREW 
WITH INT. TOOTH IPCK WASH ERC4) 



REV 


ECN 


BY 1 DATE 


APP 


B 


ECN 1730 


RO 


L-S 


C 


ECN lbT9 


|iz- 1 



RETAINER. 



COMPRESSION 

STRIP 

PC BOARD 

INSULATOR r 
AND thermae 
COMPOUND 



hJO- E-dO^>/z" PEA D SO PE iV TBL A CE) 

WITH FLAT WASHER, !NT TOOTH 
LOCK WASHER AND NOT (Z) 

NO. 0-32 X /z" PAN HEAD SCREW (2 ) 

RR/TH SPLIT LOCK WASHER, GND. L UG5 (3) 
AND LOCKING A/ UP. (Z) 

(USE TWO LUCS ON TOP SCREW.') 



KFORMER 


CHART 


WIRE COLOR 


RC. BD. 


BLU 


E! 


BLU 


E2 


Bl U/WHT 


El 


CRN 


E5 


CRN 


EG 


RED 


E4 


RED 


E3 


D PN/VAM T 


p o 


RED/WHT 


E9 



NO. 8-32 x2'U" PAN HEAD SCREW 
(.BLACK) WITH !NT. TOOTH LOCK 
WASHER AND NUT (.4) 



DETAIL "A’' 

COQCOM /NSTALLA TION 
AND WLQ/.NG 




- NO. G -32x 3/e " PAN HEA D SCREW (SELF -TAP) 
W! TH !NT. TOOTH LOCK WASHER (4) 



DETAIL "B" 

ROWED SWITCH /NSTALLATION 
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